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inside  sxxrface  area  of  gauge,  cm^ 
total  boundary  of  all  areas  of  outer  surface,  cm. 
total  surface  area  of  tbe  system,  cm^ 
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constant,  defined  in  Eq.  [2.8.20] 
lattice  parameter  of  solid,  cm. 
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constant,  defined  by  Eq.  [5*6.  l],  mm  Hg. 

constant,  ^  sec/cm. 

^  (27rRT)^'^ 

mean  speed  of  molecviles,  cm/sec. 
constant,  defined  by  Eq.  [5.6.  l],  mm  Hg. 
function  defined  after  Eq.  [5*6.  2]. 

O 

velocity  of  light,  2.99.7929  X  10  cm/ sec. 
closest  distance  between  gas  and  solid  atom,  cm. 
diffusion  coefficient,  cm^/sec. 

constants  in  environment  pressiare  equation  for  linear  pres 
sure  with  time,  defined  in  Eq.  1],  mm  Hg. 

parameter  defined  by  Eq.  [2.8.20],  cm. 

energy,  erg. 

activation  energy,  cal/g-mole. 

charge  of  an  electron,  esu. 

grand  partition  function  of  the  system. 

gremd  partition  function  for  an  ideal  gas  in  volume  V  . 

grand  partition  function  for  the  adsorbed  phase. 

Hamiltonian  function  of  the  system. 

Planck’s  constant,  6.6257  X  lO"^"^  erg  sec. 

total  influx  of  gas  to  a  system. 

ion  current,  ma. 

electron  current,  ma. 

constant,  defined  by  Eq.  [2.5-55]* 
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Boltzmann  constant,  I.58  X  10  erg/°K. 

length  of  tuhe,  cm. 

syrribol  of  inversed  transform. 

constemts  in  environment  pressure  eq.uation  for  sinusoidial 
pressure  variation  with  time,  defined  in  Eq.  [5*5*  l]^  Hg. 

mass  of  a  molecule,  g. 

mass  of  an  electron,  g. 

total  number  of  gas  molecules. 
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total  number  of  solid  atoms  on  the  surface  area  A  . 
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number  of  electrons. 

initial  density  of  molecules. 

parameter  defined  by  Eq.  [2.5*27]* 

Laplace  transform  of  p. 
configuration  integral, 
fxxnction  defined  by  Eq.  [2.5*17]* 


pressure,  mm  Hg. 
equilibrium  pressure,  mm  Hg. 
initial  pressure  in  gauge,  mm  Hg. 
pressure  in  system,  mm  Hg. 
p  generalized  momentum  coordinates. 

Zi , 

1 

pressure  constant  defined  by  Eq.  [5*6.  l], 
p/ p^,  dimensionless . 
p/M^,  dimensionless. 

dimensionless. 

mass  rate  of  flow,  mass/sec. 
canoniceil  ensemble  partition  function, 
surface  outgassing  rate,  mass  (sec  cm^) 
RTq,  p,cm/sec. 


mm  Hg. 
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INTRODUCTION 


This  study  concerns  the  measurement  of  pressure  in  simulation 
chambers  and  in  the  upper  atmosphere.  Factors  affecting  gauge 
calibration,  measurement  (and  response)  and  interpretation  of  data 
were  einalyzed  theoretically  and  experimentally.  Significant  factors 
affecting  measurements  are  adsorption,  outgassing,  streaming  and 
radiation,  which  are  usually  different  when  measurements  are  made 
in  simulation  chambers  and  in  the  upper  atmosphere.  In  simulation 
chambers,  when  several  gauges  are  used,  the  interaction  among  the 
gauges  is  in^jortant.  Present  studies  are  aimed  at  determining  the 
magnitudes  of  these  effects  and  generalizing  the  procedures. 

Little  needs  to  be  said  about  the  importance  of  pertinent  gauge 
interpretation  and  design  for  measurements  in  the  upper  atmosphere 
and  in  space  simulation.  For  these  measurements,  available  means  are: 
ionization  gauges,  magnetron  gauges,  omegatron  gauges  for  molecular 
species,  and  determination  from  satellite  drag.  The  simplest  and  the 
lightest  device  is  probably  the  ionization  gauge.  Our  aim  is  to  de¬ 
duce  logical  methods  of  interpretation  of  gauge  readings  in  various 
environments  as  well  as  to  understand  and  to  determine  the  desirable 
design  features.  The  contribution  of  the  environments  to  its  reading 
include  streaming,  such  as  occur  in  measirrements  with  rockets  and 
artificial  satellites,  the  effect  of  solar  and  space  radiation  and 
the  effect  of  its  movinting  and  container  wall.  The  latter  is  signif¬ 
icant  when  dealing  with  space  simulation. 

The  variables  to  be  encountered  by  an  ionization  gauge  in 
upper  atmosphere  measurements  include  primarily  the  altitude.  Due  to 
solar  effect,  these  physical  parameters  may  vary  from  day  to  night, 
and  from  latitude  to  latitude — the  variation  is  to  the  order  of  a 
factor  of  2.  Present  experimental  error  of  results  of  densities  at 
different  altitudes  may  vary  from  2. 5  to  9*7  (l)-  In  space  simula¬ 

tion,  it  is  not  uncommon  for  similarly  calibrated  ionization  gauges 
to  read  differently  when  one  is  mounted  at  the  top  of  a  simulation 
chamber  while  another  is  mounted  on  the  test  body  (2).  This  shows 
the  significance  of  knowledge  concerning  the  interaction  of  a  gauge 
with  its  environment  and  the  proper  interpretation  of  its  reading. 

Measurement  at  high  altitudes  is  believed  to  be  strongly  influenced 
by  thermal  and  solar  wind  effects.  The  solar  coronal  gas  is  believed 
to  consist  mainly  of  hydrogen  up  to  a  particle  density  of  lO"^  per  m°. 

In  the  vicinity  of  the  earthothe  known  ionizing  solar  flux  and  re¬ 
combination  rates  lead  to  10°  to  10^  protons  per  m°.  At  several 
earth  radii  from  the  earth,  kinetic  temperature  of  particles  reaches 
2  X  10^  and  the  corresponding  particle  energy  is  28  ev.  Solar 
flares  consist  of  a  500  to  2000  km/ sec  wind,  with  corresponding  proton 
energy  and  density  to  the  order  of  1  to  20  kev  and  lo”  to  10^  protons 
per  m°.  This  and  the  influx  of  hydrogen  from  distant  clouds  accounts 
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for  the  diurnal  and  annual  variations.  (5)- 

This  report  consists  of  the  f  ollovj’ing  parts : 

1.  Elementary  gauge  theory.  The  basis  of  using  the  Bayard- 
Alpert  gauge,  its  sensitivity  as  related  to  geometry  and  operating 
parameters,  and  the  influences  of  environment  were  studied. 

2.  Adsorption  phenomena.  The  problems  studied  Include  pro¬ 
duction  of  ultra-high  vacuum  and  generalization  of  the  results  on 
physical  and  chemical  adsorption. 

Gauge  response.  Effect  of  adsorption  on  gauge  response  in 
various  environments,  and  behavior  of  standard  gauges  and  nude  gauges 
were  studied. 

4.  Experimental  system  and  procedure.  Presentation  includes 
our  experimental  system,  the  1'  XI'  vacuum  chamber,  instrumentation 
and  methods. 

5.  Experimental  results.  Results  obtained  from  flash  filament, 
multi-gauge  operations,  bake-out  and  molecular  species  are  presented. 
Interpretation  of  results  and  correlations  with  theoretical  results 
were  made. 

6.  General  discussion. 

7 .  Conclusions  and  recommendations . 

In  this  investigation  much  time  and  effort  was  expended  in  the 
designing  and  assembling  of  apparatus.  Also,  since  much  of  the  infor¬ 
mation  on  adsorption  was  scattered  and  lacking  generalization,  a 
fundamental  study  on  the  adsorption  phenomena  had  to  be  made.  From 
this  study,  one  only  begins  to  understand  what  is  the  real  meaning 
of  a  gauge  reading  when  a  gauge  is  installed  in  a  cesrtaln  way  in  a 
given  environment.  Therefore,  in  spite  of  the  extent  of  this  study, 
the  result  can  be  considered  only  as  a  preliminary  toward  a  broader 
understanding  and  more  thorough  study  of  measurements  of  this  type. 


2 


REFERENCES 

(Introduction; 


H.  K.  Kallman,  "A  preliminary  model  of  atmosphere  based  on 

rocket  and  satellite  data,"  Rand  Report  R-559>  Aerodynam¬ 
ics  of  the  Upper  Atmosphere,  June  (1959) ^  PP*  5-1  lo  5-27' 

R.  A.  Hindle,  "Space  simulation,"  ASME  paper  ^2-AB-5^^  presented 
at  Aviation  Conference  of  ASME,  Vfashington,  D.  C.,  June 

26-28  (1962). 

M.  Bader,  "iJhe  problem  of  obtaining  thermal  proton  background 
and  solar  vind  measurements  in  space, "  Rand  Report  R-559 
(1959)^  PP*  20-1  to  20-50. 


AEDC-TDR. 63-49 


1.0  ELEMENTARY  THEORY  OF  THE  BAYARD-ALPERT  GAUGE 


In  this  part,  the  Bayaxd-Alpert  gauge  is  studied  analytically 
to  determine  and  to  understand  the  relation  between  its  sensitivity 
and  its  geometry  and  operating  parameters,  as  well  as  the  effect  of 
its  environment  in  space  or  in  a  simulation  chamber.  The  Bayard- 
Alpert  gauge  is  believed  to  be  the  most  desirable  device  for  pressiire 
or  density  measurement  in  these  applications  because  of  its  small 
x-ray  current. 

Earlier  studies  of  gauge  theory  are  those  by  Morgulis  (l)  and 
Ramey  (2).  Further  details  are  considered  in  the  present  paper. 

The  Bayard-Alpert  gauge  is  taJten  as  our  example  in  discussing  the 
nature  of  the  gauge  and  its  interaction  with  its  environment.  The 
method,  of  coxtrse,  can  be  extended  to  other  types  of  ionization 
gauges . 

The  Bayard-Alpert  gauge  has  three  basic  elements :  the  filament 
(cathode)  is  outside  the  cylindrical  grid  and  the  ion  collector 
(anode)  is  suspended  within  the  grid.  The  ion  collector  is  made  of 
.006"  dia.  (.15  mm)  tungsten  wire.  The  grid  structure  is  helically 
wound  .005"  dia.  (.125  mm)  molybdenum  wire  and  supporting  members. 

The  filaments  are  made  from  .006"  (.15  mm)  dia.  tungsten  wire  (5)* 

For  this  elementary  study,  the  gauge  may  be  treated  as  a  two-dimen¬ 
sional  system  as  shown  in  Fig.  1.1.  Hie  potentials  of  the  elements 
as  indicated  in  Fig.  1.1  are  typical  and  subject  to  further  elaboration. 
We  shall  consider  the  contribution  of  these  aspects: 

(1)  Electron  path  outside  the  grid  and  electron  capture  by 
the  grid. 

(2)  Electron  path  inside  the  grid  and  the  effect  of  space  charge. 

(5)  Electron  capture  by  the  grid. 

(4)  Theoretical  sensitivity  of  the  gauge. 

(5)  Distribution  of  potential. 

(6)  Influence  of  streaming  and  charge. 

(7)  Influence  of  relation. 


1.1  PATH  OF  ELECTRONS  OUTSIDE  THE  GRID 

Due  to  the  predominance  of  electrons  in  an  ionization  gauge 
system,  much  of  its  behavior  is  due  to  the  space  charge. 

1.1.1  Spread  of  Electrons  from  ifie  Filament 

Taice  the  simple  system  as  shown  in  Fig.  1.1.  We  first  consider 
a  sheet  of  thermal  electrons  from  the  filament  drawn  toward  the  grid 
without  space  charge  effects.  The  thermionic  current  density  J  at  the 
filament  is  given  by: 
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J  =  exp  (-  (pe/kT^)  ,  [l.  1] 

where 

A  =  2TOttgekVli®  ~  60.2  X  10“*  an^/m^  (°K)^  , 

T„  is  the  temperature  of  the  filament,  (p  is  the  thermionic  potential 
($  ~  4.5  V  for  tungsten),  e  is  the  electronic  charge,  k  is  the  Boltz¬ 
mann  constant,  m  is  the  electronic  mass,  h  is  the  Planck  constant. 


Neglecting  electrostatic  repulsion  among  electrons  at  this  point, 
thermionic  emission  from  the  filament  consists  of  a  geometric  line 
soixrce.  The  emitted  electrons  are  then  accelerated  hy  the  grid  poten¬ 
tial.  The  thermionic  emission  occurs  diffusely  according  to: 


1  z 
m  V 

2  e  e 


~  -  kT 

2  f 


[1.  2] 


where  v  is  the  mean  radial  velocity  of  electrons,  for  T„  ~  2000  K, 
kT  ~  .2  ev.  The  emitted  electrons  are  subject  to  a  field  such  that 
ov?r  the  distance  d  between  the  filament  and  the  nearest  point  of  the 
grid,  each  electron  is  accelerated  by  the  field  to  an  energy  eV  where 
V  is  the  grid  potential,  or  ^ 

s 


5  m  V  ^ 
2  e  g 


=  eV 


[1.  5] 


where  is  the  velocity  of  an  electron  entering  the  grid. 

V  ^  ~  2  ad  , 

g  ’ 

where  a  is  the  average  acceleration,  and 

A  1  2 

d  -  -  ax'"  , 


Since 


[1.  4] 


[1-  5] 


where  x  is  the  time  of  flight  over  distance  d, 

X  ~  m^d^/eVg  .  [1.  6] 

The  width  of  the  beam  is  thus 

6  =  2xVg  =  2dy2kT^/eVg  .  [l.  73 

Therefore,  for  kT^  ~  .2  ev,  eV  ~  I50  ev,  for  d  =  2  ram  ,  6  ~  .2  mm. 
Hence,  for  a  filament  of  ,15  m§  ,  this  result  would  indicate  that  the 
width  of  the  electron  sheet  averages  only  .5  mm  ,  and  the  density 
decreases  toward  the  grid.  In  reeility,  the  electrons  leaving  the 
filament  repel  each  other  due  to  electrostatic  forces.  Using  the 
approximation  of  an  electron  interacting  with  an  infinite  plane  of 
charge  density  given  by  2  eny,  where  n  and  y  are  electron  concentration 
and  the  width  of  the  electron  sheet.  The  electric  field  is  given  by: 


E  =  2  eny/e 


[1.  8] 
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Where  e  is  the  permittivity.  For  total  electronic  current  i  when  the 
width  of  the  heam  spreads  to  y  at  location  x  as  shown  in  Fig.  1.2,  the 
average  number  density  is  given  by: 

n  =  i/2yy2eVj^  ,  [l.  91 

where  i  is  the  length  of  the  filament.  Using  the  Lagrangian  frame 
of  reference,  (4)  and  taking  the  coordinate  systems  such  that  y  is 
normal  to  the  direction  of  mass  motion  of  electrons,  v  and  v  being 
the  velocities,  the  equation  of  motion  is:  ^ 


[1.10] 


for  an  electron  at  the  surface  of  the  sheet  of  electrons.  Integration 
once  gives 


for  electrons  spreading  from  an  initial  thickness  6  of  the  beam.  We 
get  for  Vg  ~  150  V,  i/i  *"1.5  anip/m  ,  for  filament  diameter  of  O.I5  mm  , 

~  2000  °K,  x  =  5mm  ,  y~  0.4m.  Hence,  due  to  electrostatic 
repulsion  or  space  charge  effect  the  electrons  actually  enter  into  the 
periphery  of  the  grid  almost  uniformly  instead  of  entering  as  a  sheet 
or  beam  of  electrons. 

1.1.2  Spread  of  Electrons  Outside  the  Grid 

Since  the  above  shows  that  electrons  tend  to  spread  around  the 
grid  xaniformly,  now  we  want  to  determine  the  range  of  spreading  of 
electrons  outside  the  grid;  that  is,  to  determine  the  range  of  electron 
motion.  We  take  for  our  siii5)le  approximation  the  voltage  distribution 
outside  the  grid  as 

V  =  Vg  Jin{r/r_^)/Zn{r^T^)  [1-15] 


where  r^  is  the  radius  at  which  the  filament  is  situated, 


the  radius 
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of  the  grid,  assuming  for  the  present  that  the  grid  is 
(zero  voltage).  Since  the  electric  field  due  to  space 

r 

e  r  n  27rrdr  /  \ 

r  enr(r-r) 

g  ^  g _  ^  o  o  g 

Wre  2r6 


floating 
charge  is 


[1.14] 


assuming  n  =  n  is  the  radius  of  the  filament  wire;  the 

voltage  distribution  due  to  space  charge  is  therefore : 

g 

[1.15] 


en  r  r  r  en  r 

/  (1  -  dr  = 

s  2  r  ^  ^ 

g 


(r  -  r  ) 


Now  we  want  to  determine  the  range  at  which  the  kinetic  energy 
of  electrons  is  zero.  The  energy  equation  gives: 


mv 

r 


dv 
_ r 

dr 


denoting 


in  (r/r„) 

-  eV  - - — 

®  in  (r„/r  ) 
^  & 


en  r 

+  . -g-^  [(r  -  r^)  -  r^in  (^)]  =  0 

^  [1.16] 


B 

A 


in(ry'rg) 

n  r  r 
o  o  g 

2V  e 
g 


[1.17] 

[1.18] 


hence,  the  outer  range  of  electrons  is  given  hy  radius  r  according  to 
the  following  relationship: 


in(^)  -  B 
g 


AB  [  ^  -  1  -  in(^) 
•-  g  g 


For  the  following  niomericaJ.  data: 

n  =  10^'^/m^,  r  =  -075  mm.,  r  =15  mm.,  r„ 

it  can  he  shown  that  the  spread  tends  to  the  order  of  — 

^g 


[1.19] 


16  mm.. 


1.1. 


1.2  MAXIMUM  EFFECT  OF  SPACE  CHARGE  INSIDE  THE  GRID 

At  this  point,  we  still  consider  the  grid  an  equipotential  sur¬ 
face,  in  the  form  of  an  infinitely  long  cylinder,  and  the  ion  collector 
is  concentric  with  the  grid.  Without  the  space  charge  effect,  the 
distribution  of  potential  inside  the  grid  follows : 
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''  =  ''c  Zfr'// )  ^ 
6  c 


[1.2.  1] 


where  V  is  the  collector  voltage  and  r  is  the  radius  of  the  ion 
collector  (Figure  l.l).  Space  charge  effect  modifies  the  distribution 
represented  by  the  above  relation  to  &  as  shown  in  Fig.  1.4,  where  r^ 
is  the  furthest  point  an  electron  can  reach  inside  the  grid.  Let 
i  be  the  total  current  coming  into  the  grid.  The  time  an  electron 
stays  within  the  grid  is  less  than  2  r^v  where 


'^2eV 


3. 


g 


m 


as  before,  so  the  net  charge  due  to  electrons  inside  the  grid  is  less 
than  -  (2r  /v  )  i.  Assume  alJ  electrons  get  reflected  at  some  point 
r'j^,  where  ^he^potential  is  zero,  and  that  otherwise  they  have  a  constant 
velocity.  Lump  all  electrons  into  a  cylinder  of  radius  r^,  then  the 
resulting  potential  represents  the  greatest  effect  of  space  charge. 


than 


On  the  cylinder  of  radius  of  r^  the  charge  per  unit  area  is  less 


2r 

a  =  -  — ^  i 


Vg  2wc^jl 

then  the  potential,  including  space  charge  effect,  is  given  by 

V  =  +  Vg  Mr/r^)  ,  for  r  <  r^  ; 

V  =  V  +  Hr/r  )  ,  for  r  >  r^  j 


[1.2.  2] 


[1.2.  5] 


and 


+  Vg  +  \  Ai(r^/rg)  =  0 

(-  Vg)/r^ 


[1.2.  4] 


a 

e 


(jun^)  in  E  across  cylinder)  which  detennines  r, ,  where 
(8.854  X  10  Farad/m)  is  the  permittivity.  This  yields 


(Vg  -  V^)  in(r^/r^)  +  ln{r^/r^)  Znir^/r^)  , 


and 


rio 


r  1 
_S_ 


irie^  /2eV^m 


g 

[1.2.  5] 
[1.2.  6] 
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For  the  foUoving  numerical  data, 

i  ~  20  mm.,  V  ~  I50  v,  v  ~ 
g  g 


i  ~  10  ®  anm.,  r  =10  mm., 

g  g 

7.3  X  10°  m/sec.. 


~  10"^  X  56  X  10^ 

-  ~  _  - ^ 

^  o  2  X  10"^  X  7-3  X  10 


-  2.47  joule  coulomb, 


for  eV^  ~  -  20  ev,  we  get  <  1-82. 

Thus  we  see  that  the  volume  from  which  the  electrons  are  ex¬ 
cluded  is  negligible,  even  when  the  space  charge  is  taken  into  account. 


1.3  ELECTRON  CAPTURE  BY  THE  GRID 


Some  of  idle  electrons  in  their  motion  toward  the  grid  are  cap¬ 
tured.  Treating  the  problem  as  two-dimensional  as  in  Fig.  1.5>  and 
approximating  the  grid  wires  as  infinite  cylinders,  capture  and 
scattering  of  electrons  can  be  visualized  as  indicated  by  the  follow¬ 
ing  relationship: 


1  -  Y 


2  b  2  b 

_ c _  _  _ c 

pitch  of  coil  "  h 


[1.3-  1] 


where  y  is  the  fraction  passing  through  the  grid,  b 
within  which  electrons  will  be  captured,  b  and 
in  Fig.  1.5-  ^ 


IS  the 
c 

are 


range 
represented 


If  all  the  electrons  are  accelerated  from  infinity,  their  motion 
will  not  be  significantly  affected  by  the  close  range  distribution  of 
potential  around  the  wire.  Then  b  is  nearly  equal  to  the  radius  of 
the  wire  of  the  grid,  or  ° 

1  -  a 

is  the  minimum  fraction  captured. 

far  away  from  the  grid.  At  close  range,  the  local  potential  distri¬ 
bution  becomes  more  significant.  If  the  grid  wire  is  treated  as  a 
stationary  scatterer,  all  crude  approximations  of  local  potential 
distribution  as  a  logarithmic  function  gives  b  /r  ~  The  varia¬ 

tion  of  fraction  captured,  therefore,  in  conformi^f  with  Nottingham's 
result  (5),  is,  for 


2r 


[1.3.  2] 


This  is  when  the  filament  is  located 


depending  on  the  value  of  r^,  and  greater  for  larger  r^. 

For  b/r  ~  10,  we  have: 

'  og  * 
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b  /r 
c'  og 

Y 

Average  no.  of  passes 
to  capture 

y/(i  -  Y^) 

1 

.8 

2.22 

2 

.7172 

Hence,  the  closer  the  filament,  the  smaller  the  electron  concentration 
inside  the  grid. 

Since  not  all  the  electrons  are  captured  after  one  pass  through 
the  grid,  hut  after  several  passes,  the  electron  concentration  inside 
the  grid  is,  in  general,  greater  than  hy  calculation  based  on  emission 
current  from  the  filament  alone. 


The  above  potential  distribution  inside  the  grid  shows  that  the 
region  in  which  the  kinetic  energy  of  the  electrons  is  less  than,  say, 
50  ev,  where  the  probability  of  ionization  is  small,  is  about  four  to 
five  times  the  collector  radius.  Hence,  neeirly  all  the  region  inside 
the  grid  contains  electrons  energetic  enough  to  ionize.  The  effective 
electron  path  is  nearly  twice  the  radius  of  the  grid  for  each  pass. 
More  specifically,  the  fraction  sensitive  volume  is  defined  by:  (2) 


V. 


A. 


irir  ^ 
g 


=  1  -  (^)^{l(Vi-V^/(Vg-V^))  -  1} 


[1.5.  h] 


where  Q  is  the  voluine  where  electrons  actually  exist,  r  is  the 
radius  within  which  there  are  no  electrons,  r  is  the  raSius  of  the 
ion  collector,  V.  is  the  ionization  potential^of  the  gas.  Hence,  de¬ 
pending  on  the  species  of  gas  present,  the  sensitive  volume  of  a  gauge 
varies. 


It  should  be  noted,  however,  that  the  less  energetic  electrons 
could  form  negative  ions  with  the  gas  atoms  present.  In  particxilar, 
atomic  oxygen  and  hydrogen,  molecular  oxygen,  the  halogens  and  large 
organic  molecules  readily  form  negative  ions,  althou^  nitrogen  and 
the  rare  gases  do  not.  The  probability  of  attacliment  is  greatest  for 
electrons  of  low  energy  (nearly  1  ev),  which  spend  an  appreciable  time 
within  the  influence  of  the  atomic  field  (6).  From  the  above  consider¬ 
ations,  however,  the  fraction  of  negative  ions  formed  is  very  small 
compared  to  the  large  sensitive  volume  usually  available. 


1.4  THEORETICAL  SENSITIVITY 

With  the  above  knowledge  of  the  Bayard- Alpert  gauge,  the  method 
due  to  Morgulis  and  Reynolds  (l)  can  be  extended  to  the  present  case. 
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In  the  Bayard-Alpert  gauge  the  electron  energy  is  nearly  constant 
inside  the  grid.  The  probability  of  ionization^  W(V),  of  each 
collision  is  the  same  at  all  radii,  and 


W(Vg)  =  a(Vg  -  V.)  exp  [-  (Vg-V^)/p]  [1.4.  1] 

where  V .  is  the  ionization  potential  of  the  gas  atom,  and  a  and  p  are 
constants . 


The  number  of  ions  produced  per  second  for  one  pass  of 
trons  is  nearly: 


all  elec- 


N/pass  ~  n  Z  P  W(V  )  2(r  -  r  )  V*  [1.4.  2] 

g  g  oe'  s 

for  n  electrons  passing  through  the  same  volume  per  second,  Z  is  the 
number  of  molecular  collisions  made  by  each  electron  per  cm  path  at  a 
gass  pressure  of  1  ram  Hg  at  25  C.  Since  r  »  r  ,  and  each 
excursion  of  the  electron  offers  two  chances^of  capture. 


N  ~  P  Z  _2nl_  3,  )  V* 

p  _  ®  S  s 

and  the  sensitivity. 


[1.4.  5] 


N_ 

nP 


I  P 
e 


~  2  Z 


Y 


—  r  W(V  )  V 
.2  g  g  s 


[1.4.  4] 


in  amp  /amp  mm  Hg.  is  the  ion  current,  is  the  electron  current. 

For  a  design  with  h  =  0.125",  =  .006",  y/(1  -  Y^)  ~  2. 

For  the  case  Of  nitrogen  (V.  =  I5.6  v)  with  V  =  I50  v,  v  =  -  20  v, 

1  SC 

9.9  ions  (=  WZ)  are  formed  per  electron  per  cm  path  at  1  mm  pressure 

(7).  For  r  =  10  mm  ,  r  =  .O75  mm  ,  giving  V*  =  1  -  4.57  X  10 
SC  s 

^  =  2  X  2  X  1  X  9-9  ~  40 

For  other  gases  the  relative  sensitivities  are:  (5) 


Gas  W  Z  Con^juted  Experimental  (5| 


He 

1.6 

.1618 

.16  - 

.  .21 

Ha 

3.6 

.364 

.42  - 

.47 

Ne 

2.8 

.283 

.24  - 

.33 

A 

10.5 

1.04 

1.19  - 

1.5 

Na 

9.9 

1. 

1. 

Hg 

19.4 

1.96 

3.4 
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1.5  FURTHER  ON  POTENTIAL  DISTRIBUTION 

In  the  simple  geometry  we  have  so  far  considered,  the  filament 
was  assumed  to  he  floating  (zero  voltage).  This  is  not  the  actual 
situation.  The  filament  usually  carries  a  voltage  of  the  order  of 
20  volts.  This  modifies  the  potential  distribution,  especially  when 
there  is  an  outside  wire  screen  ( Bayard -Alpert  MIT  gauge)  or  a 
metallized  surface  (Bayard-Alpert  NRG  gaxtge) .  This,  together  with 
the  space  charge  effects  (8,  9)^  gives  rise  to  the  situation  of  an 
equivalent  cylindrical  filament  at  greater  radius  than  r^. 

Here  we  shall  consider  two  basic  aspects  of  potential  distri¬ 
bution:  one  is  the  distribution  due  to  the  non-floating  filament 
(Fig.  1.7) j  the  other  is  distribution  due  to  finite  grid  and  filament 
dimensions  (Fig.  1.8). 


Nottingham  foxind  that  the  sensitivity  of  his  ionization  gauge 
was  roughly  proportional  to  the  distance  between  the  filament  and 
the  grid.  The  possibility  arises  that  this  phenomenon  may  be  due  to 
a  variation  in  the  number  of  electrons  which  enter  the  ionization 
region  inside  the  grid.  To  examine  this  possibility  it  is  necessary 
to  estimate  the  fraction  of  the  electrons  emitted  from  the  filament 
which  is  collected  by  the  grid.  When  the  grid  and  filament  are  well 
separated  the  electrons  are  subjected  to  essentially  only  a  radial 
electric  field  over  most  of  the  region  of  acceleration.  Therefore, 
if  d  is  the  distance  between  the  concentric  rings  of  the  grid,  and 
r  is  the  radius  of  the  grid  wires,  the  fraction  collected  should  be 

(2r  /d).  As  the  distance  between  the  grid  and  filament  is  decreased 

the°2-coraponent  of  the  electric  field  should  have  more  effect  on  the 
electrons'  paths,  causing  them  to  converge  on  the  grid  wires.  It  thus 
appears  that  the  number  of  electrons  in  the  ionization  region,  and 
hence  the  sensitivity,  should  decrease  as  the  grid-to-filament  distance 
decreases,  in  agreement  with  Nottingham's  observation.  To  see  whether 
this  qualitative  agreement  can  be  extended  to  a  quantitative  agreement, 
it  is  necessary  to  obtain  an  approximate  expression  for  the  electric 
field  in  the  ionization  gauge. 


Referring  to  Fig.  1.8,  the  electrostatic  potentieil  has  an  angular 
dependence,  arising  from  the  fact  that  the  filament  produces  an 
asymmetry.  As  was  discussed  before,  the  space  charge  effects  of  the 
electrons  will  greatly  reduce  the  angular  effect.  Hence,  the  first 
approximation  will  be  to  treat  the  filament  as  a  cylinder,  and  there¬ 
fore  neglect  all  angular  dependence.  Fhking  use  of  the  periodicity  in 
the  z-direction,  the  solution  of  Poisson's  equation  is  then: 


<i>  =  A  +  B^nr  + 


5 

n=l 


cos 


2Tm 

d 


[D  I  (^  r)  +  E  K  ( 
n  o'  d  no 


271X1 

d 


’)] 


where  I  , 
o' 


are  respectively  the  modified  Bessel  functions  of  the 
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first  and  second  kind. 

z)  =  one 

t  t 

<l>  (r,  z)  =  +  B  ^n 


Using  the  boundary  conditions  ‘}’(r=r^,  z)  = 

obtains,  for  r  ^  r  «  r  -  r  : 

^  c  "  ^  g  og 


r_ 

r 


.  "S'  n’  27m  r,-  ,2m  ^  ^  ,2m  \ 
+  2.  C  _  cos  —  z  [K^(—  r^)  Iq(—  r) 


n=l 


n 


o'  d 


-  I  r  )  K  (§^>1 
o'  d  c'  o'  d  ' 


[1.5.  1] 


and,  for  r  +  r  ^  r  ^  r  : 

g  og  ^  ^  c 


Hr,  z) 


+  B  ^n  —  +  2 
^f  n=l 


C  cos 
n 


2m 


[K  (2™  r  ) 

'■o''  d  f^ 


-P  ■'o( 


2m 

d 


r)] 


[1.5-  2] 


where  r  is  the  radius  of  the  grid.  Ihese  potentials  can  be  extended 
into  th§  region  r  -  r  ^r^r  +r  if  they  satisfy  the  boundary 
conditions  g  °S  g  og 


4»  (r 

g 


y/r  ^  +  z^,  z) 
og  ^  ' 


g 


<l>(r  +  y/r  ^  +  z^,  z) 

g  og 

[1.5-  53 


for  z  r  ;  which  insures  that  the  grid  wires  are  equipotentials, 

and  for  r  <  d  -  r 

og  ^  og 


4>'(r  ,  z)  =  'l>(r  ,  z) 


(^) 


[1.5.  if] 


Just  as  the  space  charge  reduces  the  angular  dependence  of  the 
electrostatic  potential,  it  will  also  help  to  reduce  the  variation 
in  z.  In  any  case  a  reasonable  first  approximation  to  4’  is  probably  ^ 
obtained  by  retaining  only  the  term  n=l  in  Eqs.  [1.5*  l]  and  [1.5*  2]. 
Within  this  approximation  the  four  boundary  conditions  (Eqs.  [1.5-  53 
and  [1.5*  if]  can  each  be  satisfied  at  only  one  point,  yielding  the 
conditions  necesseiry  to  determine  B,  B’,  C-.  and  * .  Because  of  the 
periodic  behavior  of4»(z),  the  obvious  selection  or  z  =  0,  d/2  may  not 
be  the  optimum  one,  but  rather  z  =  r  /  y/2  and  d/4.  By  using  the  latter 
points  the  boundary  conditions  are  actually  satisfied  at  four,  rather 
than  two  points. 


Since  r^/d  is  between  5  and  10,  4>(r,z)  can  be  further  slnq)lified 

by  using  the  asymptotic  form  of  the  Bessel  functions;  and  one  obtains: 

*  This  is  probably  the  case  only  if  (r„-r  )/d  >1. 

*  g 
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'l>(r,z)  ~  <l> _  +  B^n  —  +  C  cos  z)  - -  sin  h  (r-r  )] 

2Tr\/r^ 

Using  this  potential,  one  can  in  principle  determine  the  fraction 
of  electrons  collected  hy  the  grid.  However,  since  the  eq.uations  of 
motion  for  the  electrons  cannot  he  solved  analytically,  further 
approximations  must  he  devised  and  examined  before  a  quantitative 
comparison  can  he  made  with  Nottingham’s  resvilts. 


1.6  STREAMING 

In  space  prohing  with  the  nude  gauge,  streaming  of  molecxales 
through  the  gavige  modifies  the  gauge  sensitivity.  For  an  artificial 
satellite  orbiting  at  10'^  m/sec.,  different  atoms  will  have  different 
kinetic  energy  due  to  mass  motion: 

Atom  A  V 

N  7.5  ev 

0  8.53  ev 

He  2.08  ev 

H  0.52  ev 


Atoms  ionized  (with  veiy  small,  transfer  of  kinetic  energy  from  elec¬ 
trons)  at  AV  less  than  the  above  from  the  grid  tend  to  stream  throvi^ 
the  grid  and  never  reach  the  ion  collector.  The  effect  shows  up  as 
represented  in  Fig.  1.6,  For  inlet  at  distance  h  from  the  center  of 
the  nearest  approach  as  given  by: 


1  - 


V(Ro)  1 
AV  . 


b^ 


giving  the  nearest  approach.  For  R  greater  than  where  V  from  the 
grid  is  of  the  magnitude  of  AV,  the  ion  formed  will  stream  ttirough. 
The  net  result  is  a  reduction  of  sensitive  volume  in  the  grid  and  the 
gauge  shows  up  as  having  a  lower  sensitivity. 


V(R^) 


V  -  V 
-2 - 

r 

c 


r  R 

for  AV  =  10  ev,  V  =  -  20  v,  V  =  I50  v,  ~  5.3,  in(— )  =  -  .312, 

C  C  I*  I* 

C  g 

where  “  ItIsS  “ 

thus  excluding  quite  a  large  portion  of  the  sensitive  volume.  The 
sensitivity  is  reduced  by  more  than  50^^* 

Ions  streaming  toward  a  grid  will  be  repelled  by  the  grid  even  if 
the  minimum  potentials  through  the  spacing  between  successive  coils  is 
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down  to  10  volts.  Therefore,  in  space  probing  in  general,  a  gauge 
calibrated  on  the  ground  shows  up  as  having  a  lower  sensitivity.  When 
streaming  is  involved,  different  species  of  gases  have  different  sen¬ 
sitive  volumes. 


1.7  EFFECTS  OF  RADIATION 

X-ray  current  in  a  gauge  itself  was  studied  by  Schuetze  and 
Ehlbeck  (lO) .  The  photo -electron  constant  k  was  shown  to  be: 


where  I.  is  the  ion  current,  1°  is  the  ion  current  at  I  =  0,  I  is 
+  '  +  e  '  e 

the  electron  current,  Z  is  the  atomic  nimiber,  U  is  the  grid  voltage, 

T]  is  the  ratio  of  the  diameter  of  the  ion  collector  to  the  circumfer¬ 
ence  of  the  grid: 


T)  > 

for  the  Bayard-Alpert  gauge, 
with  an  error  of  10^  is 


where 

y  P  ig 


[1.7.  2] 

limit  of  pressure  measurement 

[1.7.  5] 

[1.7. 


The  lower 


10 


Radiation  on  the  ton  collector  of  a  gauge  in  space  probing  con¬ 
tributes  in  a  similar  way.  It  raises  the  electron  current  in  addition 
to  the  above  x-ray  effect.  In  this  case  the  photo-current  is  given  by: 


B 

^x  =  ®  hi®v  (9^^)  cLodw  ,  [1.7.  5] 

where  B^  is  the  radiation  intensity,  v  is  the  freq,uency,  9,  <j>  are 
spheric^  coordinators,  a  is  the  area  collecting  radiation,  c»>  is  the 
solid  angle,  Y(v)  is  the  quantum  yield,  g(9,4>)  is  the  space  pattern, 

Dy  is  the  transmittance  of  the  ion  collector  and  is  nearly  a  constant. 
g(9,'l>)  may  be  assumed  as  1. 

/  -  2r^.e  [1.7.  6] 
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where  &  is  the  length  of  the  ion  collector.  In  a  material  of  work 
function  eU^,  hv^  =  eU^,  and 


Y(v) 


[1.7-  7] 


where  is  the  threshold  frequency.  Hence,  the  additional  electron 
current  due  to  radiation  is 


=  2r  i 
c 


; 


hv 


Y(v)  dv 


=  27rr  Z 

c 


[1.7^  8] 


J  is  the  average  current  density  of  the  ion  collector.  Thus,  radia¬ 
tion  onto  the  ion  collector  tends  to  have  the  net  effect  of  increasing 
the  gauge  sensitivity. 


1.8  DISCUSSION 

When  dealing  with  standard  gauges,  conductance  of  gas  through 
gauge  tabulation  does  not  follow  the  Knudsen  formula  if  .0  >  d,  where 
i  and  d  are  the  length  and  diameter  of  the  conducting  tube.  As  i/d 
goes  from  zero  to  00,  the  conductance  drops  by  a  factor  of  2  (ll) . 

g 

The  electric  field  of  the  ion  collector  (z)  is  nearly  2  X  10 
v/m  (5),  suggesting  the  possibility  of  Schottky  emission  of  electrons, 
which  covild  give  rise  to  a  constant  backgrotind  current.  However,  this 
appears  to  be  negligible  for  pressiires  above  10"^  ram  Hg.  The  modifi¬ 
cation  of  current  density  is  given  by  (7  ) : 

J  =  AT^  exp  [-  ] 

Secondary  emission  by  ions  hitting  the  collector  at  100  to  I50  ev; 
from  1  to  10  electrons  might  be  ejected  from  the  collector  depending 
upon  the  energy  of  the  ion  ( 8 ) .  For  two  electrons  per  ion,  the 
collector  current  is  three  times  what  it  would  be  if  the  electrons  were 
not  ejected.  The  net  effect  is  an  apparent  increase  of  ion  current. 
Actual  data  shows  that  I  /l  (secondary  current  over  primary  current) 
for  tungsten  is  between  71  ind  .25  for  a  dirty  surface  and  a  clean 
sixrface  respectively.  This  means  that  the  sensitivity  differs  by 
10  to  255^  from  what  it  should.  Thus,  it  is  not  entirely  negligible. 
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2.0  ADSORPTION  PHENOMENA 

For  calculation  of  pressures  and  tiie  entropies  of  gas  molecules 
which  are  adsorbed  on  solid  surfaces,  the  thermodynamics  of  adsorption 
and  experinental  data  in  this  region  has  acquired  great  significance. 
For  vacuum  techniques,  measurements  of  the  adsoi*ption  of  gases  at 
low  pressures  have  practical  usage. 

Measurements  of  ultra-high  vacua  have  been  meide  so  far  without 
the  above  considerations,  and  a  vacuum  of  10"^  mm  Hg  has  not  been 
produced  conclusively.  However,  several  Investigators  have  reported 
achieving  10"^  mm  Hg  in  very  small  volumes  -  usually  the  inside  of  an 
ionization  gauge  tube  or  a  mass  spectrometer  tube.  Early  in  1955; 
Alpert  (l)  reported  reaching  3  X  10"^  ram  Hg,  using  an  ionization 
gauge  as  a  pun®.  In  195^,  Reynolds  (2)  reached  a  pressure  of  5  X  10" 
mm  Hg  in  the  spectrometer  envelope  while  analyzing  several  noble  gases. 
Both  Hobson  and  Redhead  (3)  and  Venema  (4)  reported  reaching  10"^  mm 
Hg  in  1958;  Hobson  and  Redhead  used  a  magnetron  gauge  with  a  liquid 
helium  trap,  and  Venema  used  a  diffusion  pun®.  At  an  undetermined 
date  (estimated  between  1959  19^0),  Power  ^5)  reported  that  pres*- 

svires  of  10  "15  mm  Hg  are  now  regularly  attainable  with  a  system 
which  is  p\m®ed  by  two  oil  diffusion  piai®s  and  has  both  a  water- 
cooled  chevron  baffle  and  a  liquid  gas -cooled  chevron  baffle  after 
the  last  diffusion  pximp.  Very  recently  Davis  and  Vanderslice  (6)  in¬ 
dicated  that  a  partial  pressure  of  10"15  mm  Hg  has  been  measured  by 
their  mass  spectrometer. 

In  this  part,  our  study  of  the  processes  of  physical  and  chemical 
adsorption  of  molecular  gases  on  surfaces  and  their  effect  on  the 
attainment  and  measvirement  of  ultra-high  vacm  is  presented. 


2.1  THE  PROBLEM  OF  ACHIEVING  ULTRA-HIGH  VACUUM  AND  ITS  MEASUREMENT 

The  general  puii®ing  equation  for  any  system  of  volume  V,  being 
evacuated  by  a  pun®  of  effective  speed  S^,  is ; 

V  =  -  pS  +1  [2.1.  1] 

dt  p 

where  I  is  the  total  influx  of  gas  eind  p  is  the  pressvire  of  the  system. 
In  general,  Sp  and  I  are  both  functions  of  p  and  t.  If  it  is  asstimed 
that  they  are  constants,  in  the  steady  state,  Eq.  [2.1.  1]  gives  the 
equilibrium  presstire : 

Pe  =  |-  [2.1.  2] 

P 

Thus,  it  is  clear  that  in  order  to  achieve  ultra-hi^  vacuum  (the 
region  of  pressures  below  10"°  mm  Hg  (8)  ),  the  ratio  of  total  influx 
I  divided  by  the  pumping  speed  S  must  be  made  con®arable  to  the 
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-8 

required  ultimate  pressiire  (telov  10  mm  Hg)  •  The  pumping  speed  S 
of  a  vacuum  pump  is  a  chEiracteristic  property  of  the  pump.  The  main 
p^'ohlem  is  what  are  the  sotirces  of  I.  The  inflxix  of  gas  into  this 
system  is  caused  hy  leaks,  bank  streaming  ajid  back  diffusion  from 
pumps,  and  gas  desorption  from  walls  (7)*  Cleari^,  the  first  two 
kinds  of  influx  are  problems  of  technical  development.  The  gas  physi¬ 
cally  adsorbed  at  the  surfaces  of  an  evacuated  system  constitutes  a 
major  source  of  influx  into  a  well  designed  vacuum  system.  In  addition, 
gas  diffusion  into  the  envelope  walls  and  the  interactions  at  the 
sxirface  may  add  to  the  influx.  In  order  to  understand  these  latter 
contributions  to  the  influx,  a  further  study  of  the  physical  and  chem¬ 
ical  interactions  of  gas  molecules  or  atoms  on  surfaces  is  required. 

The  sorption  processes  have  a  critical  role  in  the  measurement  of 
pressure,  since  each  atom  adsorbed  within  the  measuring  device  causes 
the  device  to  act  as  a  punq),  while  each  atom  desorbed  or  released  from 
a  gaiige  surface  causes  it  to  act  as  a  source  of  gas.  In  measuring 
viltra-hlgh  vacua,  ionization  gauges  give  the  volume  density  within 
the  gauge.  However,  if  the  conductance  to  the  volume  of  the  system 
is  small,  the  pressure  within  the  gavige  may  not  be  identical  to  that 
in  the  system.  Hence,  the  processes  which  may  take  place  in  such 
gauges  and  the  errors  which  they  may  introduce  to  measurements  has  been 
an  objective  of  this  study. 

It  is,  therefore,  impKartant  to  evaluate  the  various  mechanisms 
for  the  inflxix  of  gas  into  an  evacuated  system.  Among  the  most  impor¬ 
tant  processes  are  the  evolution  of  gas  from  surfaces  by  desorption, 
and  the  diffusion  of  gases  through  solid  svirfaces. 


2.2  INTERACTIONS  OF  GAS  ATOMS  WITH  SOLID  SURFACES 

The  surface  of  a  solid  exposed  to  a  gas  is  always  covered  with 
a  thin  molecxilar  film  of  the  gas.  In  the  ultra-high  vacuum  range  it 
is  assumed  that  a  monomolecular  layer  of  the  gas  is  formed.  The 
gas-solid  interactions  in  this  film  govern  to  a  large  extent  the 
properties  of  such  a  monolayer,  and  become  very  pronounced  at  low 
pressures. 

The  interaction  of  gas  atoms  with  solid  surfaces  has  been  studied 
by  numerous  authors  (9  -  1^)*  A  few  experimental  data  have  been  inter¬ 
preted  in  the  theoretical  calcxilations  by  Barrer  (15)  j  Orr  (l6)  and 
Young  (17^  l8) .  However,  the  data  have  in  general  been  taken  below 
the  critical  temperature  of  the  adsorbate,  usually  in  the  region  of 
the  boiling  point.  In  this  region  lateral  interaction,  multilayer 
formation  and  possible  capillary  condensation  (19)  aare  inq)ortant;  and 
their  theories  are  analogous  to  the  theory  of  liquids.  In  the  case 
of  ultra-high  vacum,  interaction  between  the  gas  atoms  can  be  ignored. 
Thus,  the  interaction  of  a  single  atom  with  the  solid  surfaces  -  the 
mechanism  of  the  monolayer  adsorption  -  must  be  considered. 
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The  adsorption  of  gases  on  solids  may  he  divided  into  two  clas¬ 
sifications  -  physical  adsorption  and  chemical  adsorption  (lO,  20). 

The  model  adopted  here  was  proposed  by  Lennard-Jones  (lO),  accepted 
by  Trapnell  (21),  and  recently  adopted  by  Becker  (22)  in  his  studies 
of  nitrogen  adsorption  on  tungsten.  In  Fig.  2.1,  the  curves  (l)  and 
(2)  show  the  potential  energy  of  a  molecule  AB  (respectively  adsorbed 
and  chemisorbed)  as  a  function  of  its  distance  from  the  surface. 

An  adsorbed  molecule  approaching  the  metal  with  an  energy  E,  insuffi¬ 
cient  to  reach  P  might,  according  to  quantum  mechanics,  penetrate  the 
barrier  and  be  chemisorbed;  but  the  probability  is  small  unless  E  is 
very  nearly  of  the  same  height  as  the  point  of  intersection  P.  There¬ 
fore,  a  molecule  reaching  the  surface  will  have  to  possess  an  energy 
higher  than  E  (the  activation  energy)  in  order  to  be  chemisorbed.  The 
activation  energies  for  gases  and  various  metals  are  compiled  in 
Ref.  (56). 

Physically  speaking.  Fig.  2.1  is  an  approximation  to  account 
for:  (a)  different  proportion  of  chemisorption  and  physical  adsorp¬ 
tion  at  different  tenperatures  while  retaining  the  generality  of  po¬ 
tentials  being  independent  of  temperature,  (b)  activation  energy  to 
chemisorption,  and  (c)  heat  of  reaction  for  different  molecular 
species  as  a  result  of  the  two  mechanisms. 


2.3  MONOLAYER  PHYSICAL  ADSORPTION  ON  SOLID  SURFACES 

Various  aspects  of  the  physical  adsorption  problem  have  already 
been  discussed  by  Wheeler  (25) >  Ono  (2^1-),  Freeman  and  Halsey  (25), 

Hill  (26,  27-52),  and  Steele  ^5  -  55). 

Here  it  is  assumed  that  the  adsorbed  atoms  move  in  a  potential 
field  in  the  vicinity  of  the  surface  of  the  solid  adsorbent,  and  that 
this  potential  field  is  not  perturbed  by  the  presence  of  adsorbed  atoms. 
In  general,  the  potential  energy  of  an  atom  near  the  surface  of  a 
solid  depends  on  all  three  position  coordinates  of  the  interacting  atom. 
One  may  expect  that  the  potential  function  will  show  a  simple  minimum 
as  the  perpendicular  distance  to  the  surface  is  varied,  but  that  the 
position  6ind  magnitude  of  the  minimum  will  show  a  periodic  variation 
as  the  adsorbed  atom  is  moved  parallel  to  the  surface.  It  is  also 
assimied  that  monolayer  adsorption  occurs  at  tenperatures  and  presstares 
such  that  there  is  a  negligible  probability  of  finding  an  adsorbed 
atom  anywhere  other  than  at  (or  veiy  near  to)  the  distances  from  the 
svirface  which  correspond  to  the  positions  of  the  minima  of  the  poten¬ 
tial  energy  with  respect  to  variations  in  the  coordinate  perpendicular 
to  the  svirface.  Thus,  adsorbed  atoms  are  restricted  to  move  along  the 
surface  which  is  the  locus  of  these  potential  minima.  Localized  adsorp¬ 
tion  will  occirr  if  the  amplitude  of  the  periodic  variations  in  potential 
energy  with  motion  parallel  to  the  surface  is  large  compared  to  kT, 
and  mobile  adsorption  if  it  is  small. 

Since  adsorption  systems  are  generally  at  known  T  and  p  (the 
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chemical  potential  of  the  adsorbed  gas  is  obtained  from  the  adsorption 
pressure),  it  is  clear  that  it  is  most  convenient  to  use  the  grand 
canonical  ensemble  in  coii5>uting  the  properties  of  the  system. 

If  the  total  number  of  gas  atoms  and  the  total  volume  of  the 
system  are  N  and  V  respectively,  the  canonical  ensemble  partition 
function  for  our  problem  is  (57): 


Q’  = 


where  dpi  =  dp'  dp'  dp'  ,  dr.  =  dx.  dy.  dz. 

1  1  1 

and  the  Hamiltonian  function  of  the  system  is : 

-  ^^(p' 


H 


(P’2  +  P'2  +  p'2)  +  n  (r,,  ...,  r^J 

i2m  '  X.  y.  z.  N  '  1^  ’  N' 

1=1  111 

N 


[2.5.  2] 


(r, ,  ...,  r„)  =^u  (r.)+  ^  u  ,  s 

M'l'  '  H'  gs'i^  ^  [2.5.5! 


We  substitute  Eg..  [2.5*  2]  into  Eg..  [2.5.  1]  and  carry  out  the 
momentum  integrations.  The  result  is: 


Q'  = 


■N 


where 


and 


N.'  A 
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5N 


(2T7mkT)^/^ 
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r  r  W 

J  /  e 
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dr. 


dr. 


N 


[2.5.  4] 


[2.5.  5] 


[2.5.  6] 


where  P^j  is  the  "configuration  .integral". 


Several  definitions  of  physical  adsorption  are  possible  (58). 
However,  from  the  viewpoint  of  statistical  mechanics  caleulation,  (39) 
the  Gibbs  definition  is  the  most  convenient  and  correct  definition  of 
the  number  of  adsorbed  atoms  N  (38); 

€l 

\  [p^^^(r^)  -  Pq]  dr^  [2.3.  7] 

where  is  the  gas  density  in  the. adsorption  volume  V  in  the  absence 
of  gas-surface  interactions,  and  p(^'(ri)  is,  of  course,  a  function 
of  the  position  of  atom  1  (denoted  by  r^)  and  is  expected  to  be  large 
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compared  to  pQ  when  atom  1  is  in  the  vicinity  of  the  surface,  and  to 
decrease  ranidly  to  Pq  as  the  distance  from  the  stirface  increases.  In 
general,  P'^^ri)  is  defined  as  the  probability  that  a  molecule  will 
be  found  at  r^,  irrespective  of  the  positions  of  ilie  other  molecules. 
The  expression  of  P'^^Crj.)  in  a  canonical  ensemble  of  N  peirticles  is 
given  by  a  Boltzmann  factor  which  incltides  the  interaction  energies  of 
all  N  atoms  with  the  surface  and  with  each  other,  integrated  over  all 
possible  positions  of  all  atoms  except  atom  1;  and  divided  by  the  pro¬ 
per  normalizing  factor.  In  the  grand  canonical  ensemble,  N  is  xinre- 
stricted  and  therefore  one  has  a  sum  of  Boltzmann  factors,  one  for  eenh 
possible  value  of  N.  The  number  density  p^^'(ri)  may  be  written  as  (57 

K>1  ^ 


where 


Z  =s  exp  (p./kT)/  A' 


A  =  h/C&jnnkT) 


1/2 


The  grand  partition  function  of  the  system  is  defined  as: 


G 


=  2 


^  P 
NJ 


[2.5.  8] 


[2.5.  9] 


[2.5.10] 


NaO 


When  Eq.  [2.5.  8]  is  substituted  in  Eq.  [2.5*  ?];  we  have 

K^l 

-  p  f  dr. 

^oj  1 


\  ~  2  (K-l)  J  *•"  ^^1^  **•' 


X  dTg  ...  dTjj 


1 

G 


K>1 


Z^ 


<^1  ^2  ••• 


-  I 


P  <3rn 
^o  1 


G  ^  (N-1')  I 


=  k  2 


P 

^O  1 


[2.5.11] 
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Nov,  if  we  define  N  =  /  p  dr^  as  the  total  number  of  atoms 

o  o  1 

which  would  be  held  in  the  adsorption  container  if  there  were  no 
gas-svirface  interactions,  then  we  have 


1  "s;! 

G  ^  iN-i) :  "  ^o 


[2.5.12] 


1^1 


It  is  known  from  statistical  mechanics  (4l)  that  the  total  num¬ 
ber  of  gas  atoms  in  the  container  equals 

&a 


but, 


N  ^  N  +  N  =  kT  (- 


a 


-) 


V.T. 


Z  =  exp  (ii,/kT)/  A" 


[2.5.15] 


dp 


kTA'^ 


exp  (p/kT) 


_Z 

kl 


[2.5.14] 


Thus, 


N  =  kT  ( 


^  in  G  .  S  Z 


^Z 


S  p 


) 


V.T 


_  wr  ( _ ?L.) 


V.T 


G  z' 


T.V 


[2.5.15] 


In  order  to  express  the  grand  partition  function  in  a  better 
form,  we  will  divide  the  voliame  of  integration  into  two  peirts;  a  rela¬ 
tively  small  volume  in  the  immediate  vicinity  of  the  solid  surface 
(denoted  by  Vg),  and  the  remainder  of  the  gas  space  volume  (denoted  by 
Vg^) .  The  dividing  line  is  chosen  to  be  at  the  point  where  the  gas- 
surface  interactions  become  negligibly  small.  If  the  surface  of  di¬ 
vision  between  solid  and  gas  is  defined  as  passing  through  the  centers 
of  the  atoms  that  make  up  the  surface  of  the  solid,  and  if  the  area  of 
the  surface  and  the  closest  distance  between  the  gas  atoms  and  the 
solid  atoms  are  Ag  and  D  respectively,  then  we  may  take  Vg  =  2DA3 
(observed  from  the  shape  of  interaction  potential  between  the  gas  atom 
and  entire  solid  (26)).  We  notice  that  a  portion  of  V  equal  to  AgD  is 
unavailable  to  the  centers  of  the  gas  atoms. 

Here,  we  assume  the  gas  in  the  volme  V^  is  perfect,  i.e.,  the 
pair  interaction  potential,  of  gases  in  V  is  zero.  Thus,  we  have 
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where 


■C^  .../  [-%/“] '^1' 

s 


dr, 


K 


By  substituting  Eg,.  [2,J).1$]  into  Eg.  [2.3 •lO],  we  get 


G 


2 

K^O 


K! 


s. 


'N  1^0 


HI 


[2.5.16] 

[2.5.17] 

[2.5.18] 


where  Z  is  defined  as  the  activity  of  the  adsorption  system.  Under 
equilibrium,  Z  is  equal  to  that  of  the  perfect  gas  system.  Ihus, 
from  the  perfect -gas  las  (57)>  we  have 

z  =  P  =  ^  [2.5.19] 

where  p  is  the  density  of  gas. 

Here,  we  notice  that  the  second  sum  in  Eg.  [2.5.I8]  is  exactly 
the  grand  partition  fxmction  for  an  ideal  gas  in  volume  Vq,  while  the 
first  sum  is  the  grand  partition  fvmction  for  the  adsorbed  phase. 

We  define 

=  2  ^  [2.5.20] 

NJO 
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and 


then 


r*  ^ 

^  ^  Ni  sK 

N^O 

in  G  =  in  G*  +  in  G° 


[2.5.21] 


[2.3.22] 


Noting  that  Eq..  [2.3.21],  the  partition  function  for  the  adsorbed 
phase,  is  in  the  form  of  the  grand  partition  function  for  an  imperfect 
gas,  we  can  obtain  the  adsorption  isotherm  by  the  usual  methods  of 
imperfect  gas  theory: 


in'^IrP  =  '^Vb.Z^ 

N I  s„  xCj  s  0 
N^ 


[2.3.2ij-] 


But  the  right  side  of  the  above  equation  can  be  .expanded  to  give  a 
power  series  in  Z.  Denote  the  coefficient  of  in  this  series  by  Vsb^. 
Then 


where 


N  =  ^  V  b.  o'. 

a  ^  s  j 

0^1 


1:  V  K  =  P 
si  £ 

21  V  b. 
s  2 


=  P  -  P  ‘ 

"2  "1 


5IVb,  =  P  -5P  P  +2P 


s  “'3 


®1  ®2 


[2.3.25] 


[2.3.26] 


Thus, 


N  =  P^  (Z)  +  (P^  -  P^  +  .  .  .  .  =  P  (p/kT)  +(P^  -  P  2)(p/Kr) 


^2  ®1 


S2 


"4*  •  •  •  • 
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Here,  we  assume  the  surface  is  homogeneous,  i.e.,  it  is  made  of 
Ns  elements  of  area  Ag,  all  of  which  are  identical.  We  introduce 
parameters  Pq  and  p  such  that 


kT/P 


=  =  rS  I  [exp  (-U  [r  ]/kT)  Idr  [2.5.27] 

®1  ®  ^s  D  A  L  Ss  X  J  X 


and 


p  -  1  -  A. ' 
°2 


s  s 

-  ^  exp  [UgCrj^rg)/!^?]  dr^  dr^  j 


dr. 


s 


But 


«2(>^ir2)  =  2  Ug^Cr^)  +  2  V'^13’ 

i=l  l^i<j^ 


[2.5.29] 


and 


exp  [-  2  =  n  exp  [-  Ugg(r^)/kT 


where 

Thus 

P  = 


=  n  (1 1  f^.) 

l$i<j^ 

fy  =  exp  [-  Ugg(ri^)/k!r]  -  1 


[2.5.50] 


[2.5.51] 


s  s  _ _ 

Va  Va  H.'  <^2 


s  s 


[2.5.52] 
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The  isotherm  equation  (42)  is; 
K 


e  =  = 


N 


1_ 

N 


(p/kT)  +  (P^ 


P  2)(p/kT)  + 


_  £_ 


[l  -  (|-)(N 


N  P 
s  s^ 


s  P 
o  s^ 


=  (t)  [l  -  (^)P  + 

O  ^  ■*'0 


[2.5.553 


For  small  (p/P  )  or 
can  he  neglected  anS  Eq. 


a  system  of  veiy  low  pressxire,  higher  terms 
[2.5.55]  becomes: 


e 


“s  [1+P(p/P^)] 


[2.5.54] 


Further,  in  the  ultra-high  vacuvim  case,  the  mean  free  path  of 
gas  molecules  Inside  the  chamber  is  much  larger  than  the  character¬ 
istic  length  of  the  chamber,  and  so  it  is  reasonable  to  neglect  the 
collisions  between  the  gas  atoms  (molecules)  inside  the  chamber. 
Hence,  f .  .  =0,  i.e.,  p  =  0. 


Equation  [2.5.54]  becomes 


where 


1 

P 


[exp  (-  Hg^(rj^)/kl)]  dr^ 


[2.5.55] 


[2.5.56] 


2.4  the  interaction  POTENTIAL 

In  order  to  calculate  the  parameter  Pq  in  Eq.  [2. 5 *55 3 7  it  is 
necessary  to  investigate  the  interaction  potential  of  the  gas  atom 
and  the  entire  solid  atoms  extensively.  Here  we  consider  a  simple 
square  lattice  of  solid  atoms  with  parameter  aq  lying  in  the  plane 
z  =  0  and  extending  from  z=0  to  -  <»  .  Metallic  interaction  theory  has 
been  studied  by  Lennard-Jones  (lO)(see  Fig.  2.1)  and  modified  by 
Bardeen  (45)  by  taking  into  account  the  interaction  of  the  electrons 
in  the  metal.  Margeneau  and  Pollard  (44)  showed  that  a  metal  covild 
not  be  considered  ideally  polarizable  when  interacting  with  a  system 
whose  resonant  frequency  was  in  the  far -ultraviolet.  Non-metallic 
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interaction  theory  has  been  studied  by  Falanyi  (^5),  and  extended  by 
Slater  and  Kirkwood  (46),  and  Kirkwood  and  Muller  {j,  48).  Pierotti 
(49)  showed  that  the  Kirkwood-MuUer  equation  is  the  most  suitable  of 
the  theories  considered  and  that  it  yields  semi-quantitative  agree¬ 
ment  with  experiment  for  both  metallic  and  non-metallic  adsorbents  in 
his  thesis  dissertation. 


The  general  form  of  the  interaction  potential  of  an  adsorbed  atom 
with  a  solid  lattice  has  been  congputed  by  simmdng  the  pair  interactions 
between  an  adsorbed  atom  and  the  atoms  in  the  solid  (55)*  sum  is 

taken  over  the  entire  solid,  and  the  pair  interaction  is  assumed  to 
have  the  form  of  the  Lennard-Jones  potential  function. 

Hill  (26)  assumed  that  the  distances  between  the  atoms  of  the  adsor¬ 
bent  (the  lattice  parameter  of  the  solid,  Sjl)  are  small  compared  with 
the  distances  between  the  gas  atoms  and  the  solid  atoms.  Thus,  the 
summation  over  the  solid  atoms  can  be  replaced  by  an  integration. 

This  leads  to  an  r"^  -  r"9  gas-solid  potential  function  (26,  Uj)  and 
an  r"°  -  r"^  gas-gas  potential  function.  Freeman  (50)  showed  that 
there  is  a  considerable  disagreement  between  experimental  values  of 
the  third  virial  coefficient,  and  the  third  vlrial  coefficient  com¬ 
puted  for  an  r"5  -  r“9  gas-solid  potential  functiori,  and  an  r“°  -  r”^ 
gas -gas  potential  curve. 


Palanyi  (45)  showed  that  the  Kirkwood-Muller  interaction  potential 
of  a  gas  atom  with  a  solid  surface  is : 


n  K 
c 

6 


[2.4.  1] 


where  Nq  is  the  number  of  atoms  per  cm®  of  the  solid.  K  is  a  constant 
and  z  is  the  perpendicular  distance  of  the  gas  atom  from  the  surfeice 
of  the  solid.  The  constant  K  has  been  approximated  theoretically  by 
several  workers  (46,  47).  Kirkwood  and  Muller  (47)  modified  the 
Slater -Kirkwood  expression.  They  used  the  atomic  property  of  dia¬ 
magnetic  susceptibility  and  obtained 


K 


a  a 


1  2 


[2.4.  2] 


where  mg  is  the  mass  of  an  electron,  c  is  the  velocity  of  light, 
and  02  eire  the  polarizabilities  and  x^^  ^2  the  diamagnetic  suscepti¬ 
bilities  of  the  gas  atoms  and  the  solid  atoms  respectively.  Notice 
here  that  negative  interaction  potential  denotes  attraction. 
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2.5  CALCULATION  OF  PARAMETER  (Po) 

From  Eq.  [2.3.56]  we  have 

o  s  ^  V 

where  we  maike  an  approximation  V  =  V  • 

cl 

Now,  the  limit  of  integration  can  he  removed  as  in  the  usual 

virial  coefficient  integral  because  the  interaction  potential,  U 

is  effective  only  in  the  small  range  V  .  !rhus, 

s 

h  =  krVl/  ^^-5-  2] 

O  S  ^  O  ° 


The  integral  in  the  parenthesis  corresponds  to  the  negative 
quantity  of  twice  the  second  virial  coefficient  for  a  pair  of  atoms  (59)* 

Here,  as  shown  in  Eq.  [2.4.  l],  we  have 


U 

gs 


(z) 


ON  K 
c 

6 


X 


[2.5.  5] 


where  z  is  the  perpendicular  distance  of  the  gas  atom  from  the  surface 
of  the  solid.  Recalling  that  D  is  the  distance  of  closest  approach 
of  the  centers  of  the  gas  atoms,  we  can  put  the  interaction  potential 
in  the  following  form; 


Here, 


“gs  = 

.  n  N  K 

*  c 

®  "  6  D® 


z  <  D 

z  >  D 


[2.5.  4] 

[2.5.  5] 


is  the  value  of  interaction  potential  at  the  hard-sphere  distance  D. 

When  this  interaction  potential,  Eq. ' [2.5-  53 >  is  put  into 
Eq.  [2.5*  2],  it  becomes: 
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1 

P 


kT  N  2  -  1)]  (j^)  -  A^d| 

^  m=l 

-  1)]  (~r  -  l}  [2.5.  6] 

^  m=l 


Formula  [2.5.  6]  is  analogous  to  Keesom’s 
the  second  virial  coefficient  (59) .  Thus,  Eq. 


expression  (5l)  foi" 
[2.5.55]  hecomes 


m=l 


[1/m!  (5m  -  1)]  (f=)“ 


[2.5.  7] 


where  Na  is  the  number  of  adsorbed  atoms  or  molecules,  Ag  is  the  ad¬ 
sorbing  surface  area  in  m^,  D  is  the  closest  distance  of  the  centers 
of  the  gas  atoms  with  the  surface  in  m.  P  is  the  measured  pressure 
above  adsorbed  layer  in  newtons  per  m^,  k  is  the  Boltzmann's  gas 
constant  =  I.58  X  10~^^  Joule/°K,  and  T  is  the  absolute  temperature 
in  °K. 


By  substituting  the  Kirkwood  and  Muller's  constant,  K  into 
Eq.  [2.5.  5]  we  get 


* 

e 


TT  K  m  c‘ 
c  e 


'Xi 


[2.5.  8] 


where  Ng  is  the  number  of  atoms  per  cubic  centimeter  of  solid,  m^  is 
the  mass  of  an  electron,  c  is  the  velocity  of  light.  D  is  the  distance 
of  closest  approach  of  the  centers  of  the  gas  atoms,  a,  and  are  the 

polarizabilities,  and  xq  and  X2  the  diamagnetic  susceptibilities  of 
the  gas  atoms  and  the  solid  atoms  respectively. 


2.6  PHYSICAL  PROPERTIES  OF  SUBSTANCES 

For  the  numerical  ceilculations  of  the  parameter,  it  is  necessary 
to  conpile  a  list  of  the  appropriate  physical  properties  of  the  sub¬ 
stances  to  be  considered.  In  certain  cases  where  no  experimentally  de¬ 
termined  values  were  available,  estimations  based  on  either  observed 
related  properties  or  theoretically  calciilated  properties  were  made. 

While  the  diamagnetic  susceptibilities  are  not  available,  the 
indexes  of  refraction  or  the  poleirizabilities  are  available.  From 
the  Kirkwood  formula  (^7) : 
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X 


a 

c  o 


4  m 


1/2 


[2.6.  1] 


vhere  x  is  the  diamagnetic  sixsceptihility,  e  aoid  mg  are  the  charge  and 
mass  of  an  electron.  Ng  is  the  number  of  atoms  per  cm®  of  the  solid, 
c  is  the  velocity  of  light,  a  is  the  Bohr  radius,  n  is  the  n\iraber  of 
electrons  and  Cq  is  the  atomic  polarizability.  Con^jiled  data  on 
densities,  atomic  polarizabilities,  atomic  susceptibilities  and  ioni¬ 
zation  potentials  for  various  substances  are  given  in  Table  2.1. 


The  values  of  D  can  be  obtained  by  the  true  numerical  calc\xlation 
of  the  shape  of  Palanyi  interaction  potential  (Eq..  [2.4.  1]),  since 
D  is  assiimed  to  be  the  distance  of  the  minimum  attractive  potential 
from  the  solid  surface. 


2.7  A  TEST  OF  THE  PRESENT  THEORY 

It  is  desirable  to  compare  the  predictions  cf  the  theory  presented 
here  with  experimental  results  obtained  on  some  systems.  To  do  this, 
it  is  necessary  to  evaluate  from  Eq.  [2.5-  6].  For  convenience, 
we  put 

S»  =  (5m  -  1)]  (|^r  [2.7.  1] 

ifel 


The  values  of  S'  were  co):i5)uted  by  the  ILLIAC  computer  and  are 
shown  in  Fig.  2.2. 

For  large  m  (low  temperature) : 


* 

1  /£  \m 


f — r 

5(m  +  1)!  '‘RT'' 

m=l 


*  _1  ®  *  m+l 

i  f  ^  'S'  1  ( £  ) 

5  '^RT''  (m  +  l) !  ^RT-' 

m=l  '  ' 


T  *  -1  r 

~  5  ^RT^  [ 


e  -  1  "  (b;^) 


1 

5 


[^RT^ 


*  -1,  (^) 

e  _  (1_) 

VrT^ 


RT^  J 
*  -1 


[2.7.  2] 


For  the  first  numerical  calculation,  we  want  to  coii(5)are  our 
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analytical  res\3lts  with  the  helium  adsorption  isotherm  on  pyrex  at 
4.2*%,  measured  hy  Hobson  (65).  Aston,  Mastrangelo  and  !iykodi  (64) 
in  1955  found  e*  to  be  'JOO  -  200  cal/mole.  We  have  arbitrarily 
taken  e*  =  296  cal/gmole,  and  D  =  1.87°A  (19)  for  calculation.  (The 
calculated  value  from  Eq.  [2.5*  8]  is  about  J)00  cal/gmole,  if  we  take 

=  10^^  atom/ cm®,  m^  =  9-1  X  lO"^^  g  and  C  =  5  X  10^®  cm/sec.) 

Here  6*/RT  =  35.2,  log^^  S'  =  13.37,  S'  =10^^*^’^  =  2.34  X  10^^.  The 

resiilts  of  calculations  from  Eq.  [2.5.  73  are  shown  in  Fig.  2.3, 
which  shows  us  that  the  present  theory  is  adequate  in  the  region  of 
ultra -high  vacuum  (p  ^  5  X  10"^®),  and  that  the  first  adsorbed  layer 
is  cocplete  at  a  pressure  ^  10 "9  mm  Hg.  From  Fig.  2.3  we  also  observe 
that  the  limiting  pressure,  I.5  X  10"^  mm  Hg,  represents  an  instru¬ 
mental  limit  of  the  apparatus. 

For  the  second  numerical  exanple,  we  want  to  calculate  the  adsorp¬ 
tion  isotherms  of  nitrogen  on  Pyrex  glass  from  Eq.  [2.5*  73  over 
ranges  of  tenperature  and  pressure  of  63.3  ^  ^  90.2*%,  and 

10“^^  ^  P  $  10 "9  inm  Hg  respectively.  Steele  and  Halsey  (19)  have 
found  e*  and  D  for  Kg  on  Pyrex  glass  to  be  4000-5000  cal/mole.,  and 
1.99°  A  respectively.  Here  we  have  assumed  e*  =  4800  cal/mole.  for 
calcvilation.  Numerical  calculations  for  p  =  10“^  mm  Hg  are  tabulated 
in  Table  2.2  for  vaxious  temperatures.  The  results  of  calculations 
are  shown  in  Fig.  2.4  by  solid  lines. 

The  adsorption  isotherms  of  nitrogen  on  Pyrex  glass  over  the  same 
range  of  terperature  but  higher  range  of  pressure,  5  X  10 P  $  10 
mm  Hg,  were  measured  by  Hobson  (65);  and  it  was  foxmd  usefvil  to  plot 
the  data  in  the  coordinates  of  an  adsorption  isotherm  equation  proposed 
by  Dubinin  and  Radushkevich  (66).  This  equation  is  loga= 

-  D  [log  (p/Pq)3^,  where  o  is  the  amount  adsorbed  (molecules/ cm^),  p/Fq 
is  the  relative  pressure,  is  a  constant  which  Kaganer  (69)  has 
identified  with  the  number  of  molecules/ cm^  in  a  monolayer;  and  D  =  A^, 
where  A  is  a  constant.  Vadues  of  =  6.4  X  10“^^  and  A  =  3*28  X  10“°, 
which  gave  a  good  fit  to  the  experimental  data,  were  found  by  trial  and 
error. 

Figure  2.4  shows  that  the  physical  adsorption  of  nitrogen  on 
Pyrex  at  77. was  found  to  follow  the  Dubinin-Radushkevich  equation 
for  p  from  10“^  to  10“9  mm  Hg.  However,  it  is  a  particular  equation 
within  the  theory  of  condensation  and  mi^t  not  be  expected  to  apply 
to  physical  adsorption  at  very  low  coverage.  Fxirthermore,  most  of 
the  adsorbents  to  which  the  Dubinin-Radushkevich  equation  have  been 
applied  (69)  have  been  porous,  whereas  Hobson  (65)  concluded  that 
Pyrex  glass  is  nonporous  for  nitrogen  from  his  measurements  of  the 
adsorption  isotherm.  Thus,  unless  and  until  a  basic  derivation  for 
this  equation  is  provided,  it  can  only  be  considered  as  a  useful  em¬ 
pirical  equation  for  p  from  10"5  to  10“9  mm  Hg. 
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2.8  CHEMISORPTION  THROUGH  SOLID  SURFACES 

Physical  adsorption  is  a  necessarj'-  prerequisite  to  chemisorption. 
It  is  the  rate  of  collision  of  physically  adsorbed  molecules  with 
the  substrate  rather  than  the  direct  irapingement  of  gas  upon  the 
surface . 

An  adsorbed  atom  will  normally  vibrate  about  the  positions  of 
minimum  potential  energy.  If  it  receives  from  the  solid  enough 
energy  to  reach  the  continuous  equipotential  line,  it  may  travel  along 
the  surface  until  it  loses  energy  by  colliding  with  another  adsorbed 
atom,  or  by  interaction  with  the  solid.  Ihus,  there  are  two  states 
of  adsorbed  atoms,  a  vibrating  state  and  a  mobile  state.  Only  those 
adsorbed  atoms  in  mobile  or  activated  state  (possessing  the  energy 
which  is  hi^er  than  the  activation  energy,  Eq  (36)  )  can  diffuse  from 
the  outer  to  the  inner  area. 

Suppose  that  each  atom  is  activated  to  the  mobile  state  6  times 
per  second,  so  that  6  n  dx  dy  is  the  number  of  atoms  which  leave  an 
area  dx  dy  (Fig.  2.5(a)  )  in  a  unit  time,  n  being  the  concentration 
of  adsorbed  atoms  on  the  outer  surface.  These  atoms  will  travel  an 
average  distance  i  before  deactivation  (analogous  to  the  free  path 
of  atoms  in  a  gas).  The  probability  that  an  .atom  will  travel  a  dis¬ 
tance  equal  to  or  greater  than  r  is  then 

Let  dx  dy  be  an  element  at  distance  r  from  da,  and  situated  in 
a  direction  making  an  angle  6  with  its  normal.  Then  the  number  of 
the  atoms  which  are  activated  in  dx  dy  in  a  unit  time  and  across  d 
is  given  by : 

6  „  (£g..|-p)  te  ay  [S.8.  1] 

since  da  cos  0/27rr  is  the  fraction  of  atoms  which  travel  in  the  direc¬ 
tion  of  da.  If  the  gradient  in  the  concentration  in  direction 
perpendicular  to  da  is  uniform,  then 

n  =  n  +  r  cos  6  ^  [2.8.  2] 

o  ox 

where  Hq  is  the  concentration  at  the  boundary  da.  The  excess  of 
those  crossing  from  the  side  of  greatest  concentration  over  those 
coming  from  the  other  side  is 

/  /  6  (n  +  r  cos  6  ^)  ^  ^  ^  r  d  6  dr.  [2.8.  31 

•'o  ■'o  o  dx'  2T7r 

This  leads  to  the  result  that  the  net  flow  across  unit  length  of  the 
boundary  is 

(1/2)6  [2.8.5] 

ox 

Let  the  average  lateral  velocity  of  atoms  to  be  v  and  the  time  during 
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which- they  remain  mobile,  t  ,  then  i  =  vt  .  ^  being  the  number  of 

times  a  single  atom  is  activated  per  second,  is  equal  to  the  recip¬ 
rocal  of  the  interval  of  time  between  two  successive  activations  of 
the  same  atom.  Defining  this  time  as  t*,  we  have  a  net  flow: 

_2 

P  =  -  ^  h  [2.8.  5] 

2t 


the  negative  sign  indicating  flow  in  a  direction  opposite  to  that  of 
increasing  concentration. 


Consideration  of  the  niunbers  entering  and  leaving  an  area 
included  between  two  parallel  botmdaries  distant  dx  apart  [Fig.  2.5(b)] 
gives : 


where 


8n 

3t 


[2.8.  6] 


[2.8.  7] 


Equations  [2.8.  6]  and  [2.8.  7],  which  are  ordinary  diffusion  equations, 
determine  the  flow  from  the  outer  surfaces  along  the  cracks  to  the 
inner  surface.  The  concentration  of  adsorbed  atoms  at  the  outer  sur¬ 
face  will  be  kept  at  a  constant  value  by  the  bonibarding  gas,  provided 
the  amoiuit  of  the  latter  is  large  compared  with  the  amount  adsorbed. 


The  solution  of  the  equation  is; 

n  =  |i  -  -2_  e"^  dicj  [2.8.  8] 

''  y/lT  O 

where 

/D't 


The  net  number  flowing  at  any  time  from  the  outer  patch  of  sur¬ 
face  to  the  inner  surface  per  unit  length  of  its  perimeter  is 


[2.8.10] 


Hence,  the  total  amount  in  the  interior  of  the  solid  per  xxnit 
length  of  boundary  of  an  outer  patch  of  surface  is 
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K 

o 


-^=0 


[2.8.11] 


It  can  easily  be  shown  that  the  fraction  of  atoms  with  an  energy 
Eq  or  higher,  which  are  traveling  toward  the  wall  normally,  is 
-Eo/kT 

e  .  It  follows  that  the  ratio  of  the  time  during  which  any  one 

ato^i^  activated  to  the  time  during  which  it  is  not  activated,  is 

e  .  Hence,  we  may  substitute  for  t  and  T  the  values 


*  Ep/M? 

=  -^0^'  =  '"o  ^ 


[2.8.12] 


where  'Tq  period  of  vibration  of  an  adsorbed  atom  normal  to  the 

surface . 


Finally,  if  A  is  the  toteO.  perimeter  of  all  the  patches  of  sur¬ 
face  which  are  expSsed  to  the  bombardment  of  the  gas,  we  hav^  for  the 
total  amount  of  gas  "inside"  the  solid  after  time  t, 

-E  /2k!r  /i’r  t" 

H-  =  A  n  V  e  °  J  - [2.8.15] 

O  o  V  TT  ' 


Assuming  a  Maxwellian  distribution  of  velocities 


f(u,v) 


/  m  y  -m(u^  +  v^)/2kT 
^2ir  kT^  ® 


[2.8.14] 


The  fraction  of  atoms  with  an  energy  greater  than  E  =  l/2  m  v  ^ 

is  then  ^  ° 


«  -mv  ^/2kT  -E  /kT 

/  f(u,v)  27rvdv  =  e  °  =  e  °  [2.8.15] 

V 

o 

The  average  velocity  is 

f(u,v)  v^  dv 

V  =  - 

f(u,v)  V  dv 
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V 

O 


+ 


/TTkTv 
'‘2in  '' 


1/2 


rav  ^/2kT 
e 


[2.8.16] 


\lhen  Eq  is  large  coiipared  with  kT,  the  second  part  in  Equation  [2.8.16] 
for  7  is  vanishingly  small,  and  we  have  approximately 


[2.8.17] 


Therefore,  we  may  have  the  total  amount  of  gas  adsorbed. 

-E  /2kT  /  2  T  t 

N'  =  A  n  V  e  °  /  - - —  [2.8.18] 

000  V  TT 


where  is  the  total  boundary  of  all  the  axeas  of  outer  surface, 
riQ  is  the  total  concentration  of  adsorbed  atoms  on  the  outer  surface, 
which  can  be  calcxilated  from  the  physical  adsorption  equation, 

Eq.  [2.5.  ?]>  Eq  energy  required  for  an  atom  to  become  mobile, 

and  equals  1/2  m  Vq^,  'Tq  is  the  period  of  vibration  of  an  adsorbed 
atom  normal  to  the  surface,  and  t  is  the  time  at  which  N'  is  measured, 
assirming  N'  =  0  when  t  =  0. 


Here  it  is  assumed  that  each  patch  of  the  outer  siirface  is  a 
square  of  side  d.  The  number  of  patches  will  be  Ag/d^,  where  Ag  is 
the  total  area  of  the  outer  surface.  The  total  perimeter, 

A  A 

A  =  4d  •  —  =  4  ^  [2.8.19] 

o  ,2  d  L 


where  the  side  of  each  patch  was  given  by  Ward  ( 70 ) ,  i .  e . , 

1/2 


52  V/ 


r  o  o  1 

-  TT  10^  J 


[2.8.20] 


The  value  of  "a",  from  Ward's  figures  (70),  is  approximately  8.3. 
However,  Ward  measured  time  in  minutes,  so  that  the  value  of  "a"  to 
be  used  here  is  8.3/log^Q  60. 


2.9  the  nature  of  THE  CHEMISORPTION  PROCESS  THROUGH  SILICA  GLASS 

Various  observers  (7I  -  75)  have  foimd  that  silica  glass  is 
permeable  to  gases.  Dunn  (7^)^  Wilkins  and  Rideal  (75)^  8-nd  Ward  (70) 
have  shown  that  gases  can  diffuse  along  inter-crystalline  boimdaries 
or  at  higher  teii^erature  through  a  crystal  lattice;  and  that  the 
diffusion  process  can  he  regarded  as  possessing  a  definite  energy  of 
activation  E^.  Lennard-Jones  (lO)  observed  that  different  energies 
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of  activation  would  te  anticipated  for  gases  which  are  held  to  the 
surface  by  Van  der  V/aals  forces,  or  by  chemical  forces,  an  electron 
switch  having  occurred  in  the  latter  case.  Earrer  (76)  found  that  the 
gases  hydrogen,  helium  and  neon  with  small  energies  of  activation  for 
the  migration  passed  easily  through  the  crystal  lattice  of  crystalline 
silica  or  the  less  symmetrically  arranged  micelles  of  "amorphous" 
silica  glass. 

For  application,  a  list  of  activation  energies  for  different  gases 
on  various  natures  of  glass  is  conpiled  in  Table  2.5*  It  is  inpor- 
tant  to  note  in  Table  2.5,  first,  that  the  activation  energy  for 
hydrogen  in  a  whole  series  of  silica  glasses  is  remarkably  constant, 
and,  second,  that  there  is  close  agreement  for  the  energy  for  helium 
between  Betrrer's  data  (76)  and  that  of  T'Sai  and  Hogness  (71)* 


2.10  the  nature  of  the  chemisorption  process  through  metals 

The  chemisorption  processes  of  gases  through  metals  have  been 
studied  for  over  a  decade  by  Sieverts  and  his  co-workers,  and  by 
many  others.  Reference  82  gives  a  full  list  of  references  to  the  work 
of  Sieverts  and  his  co-workers  up  to  1950.  Stimmaries  of  findings 
on  gas -metal  equilibria  are  referred  to  in  the  books  of  McBain  (82) 
and  of  Smithells  ( 85) ;  and  it  is  intended  to  give  a  resume  of  the 
data  here. 

The  metals  which  absorb  common  gases  are  summarized  in  Ref.  (84). 

A  list  of  activation  energies  for  different  gases  on  various 
metals  is  coiipiled  in  Table  2.4.  For  other  values  for  elloys  the 
reaider  is  referred  to  Ref.  (5^). 
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3.0  EFFECT  OF  ADSORPTION  ON  LOW  PRESSURE  MEASUREMENT 


3.1  FORMULATION  OF  THE  PROBLEM 

When  the  characteristic  dimension  of  the  tube  (see  Fig.  5-1)  is 
many  times  smaller  than  the  molecular  mean  free  path  in  free  space 
for  similar  number  density  of  molecules,  the  flow  becomes  free-molecvile 
diffusion  or  Knudson  flow  (l).  The  flow  of  the  gas  is  determined 
almost  entirely  by  the  collisions  with  the  wall  and  is  practically 
unaffected  by  inter  molecular  collisions.  The  flow  rate  at  any  point 
in  a  tube  depends  on  the  pressure  and  temperature  distribution  eilong 
the  entire  tube.  For  steady  Isothermal  flow  in  a  long  tube  with  a 
constant  pressvire  gradient,  the  flow  rate  is  proportional  to  the  over¬ 
all  pressure  gradient.  We  assume  that  the  instantaneous  flow  rate  is 
proportional  to  the  instantaneous  local  pressure  gradient.  The  axial 
mass  rate  of  flow  is  thus  (2) : 


Q 


CRT''  '^dx' 


[3.1.  1] 


The  radial  mass  rate  of  flow  from  the  sides  due  to  surface 
outgassing  is,  for  a  ring  of  width  dx  (Fig.  5-2): 


dQ  =  2'jrr  qdx 


[3-1.  2] 


A  mass  balajice  on  the  element  of  the  length  dx  gives ; 


TTr  ^  r  ^ 

dm  f  t  ^  ^  ^  ^  .  t 

it  (— )  to  -  27n-^  q  dx  +  ggj 


x4dx 


] 


[3.1.  3] 


The  gas  law  p  =  pRT  gives: 


dm 

dt 


_V  ^ 
RT  3t 


[3.1.  4] 


guating  [3-1.  3]  and  [3.1*  we  have 

dt  “  r 


[3.1.  5] 


Where  q'  =  RTq,  and  q*  is  given  by  Eq.[2.8-l8]  as :  q'  =  a/Vt  , 
where  a  =  A^kTn^  (exp  (-  E^/2kT)  ]/2Av^  vintil  equilibrium 

is  established  at  the  surface,  q'  can  be  +  (desorption)  or  -  (adsorption). 

At  the  boundary  condition  x  =  0.  A  mass  balance  on  the  element 
as  shown  in  Fig.  3-  3  gives: 
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"  RT 


X=0 


=  Aq  + 


CRT 


x=0 


Hence 


=  ^  (S) 

g  6 


[5.1*  6] 


x=0  'r  'rT  x=0 

At  the  boundary  condition  x  =  L,  the  net  molecular  flow  is  given  by  (2) 

r^TTCrp^ 


^  =  (—5^)  (P  -  Pq) 


[5.1.  7] 


A  mass  balance  on  the  element  as  shown  in  Fig.  5*^  gives 
"  ®  47jC  r  ^ 

L-dx 


_L 

CRT 


,  Tjr. 

5  —  (p  -  Pq)  +  2^-^  q  dx  =  g  (— )  dx 

[5.1.  8] 


as  dx->-  0.  At  X  =  L, 


CRT 


(S) 


hvC  r 


—  (P  -  P„) 


or, 


(t  -  ^ 

L  8r^^  ° 


[5.1.  9] 


3.2  CALCULATION  OF  THE  CONSTANT  a 

From  the  above  section,  we  have  the  constant, 

n  A  V  kT  ,/ir  [exp  (-  E  /2kT)] 
000  Vo  -^  o' 


a  = 


2  A  /rf 


[5.2.  1] 


which  depends  upon  the  nature  of  the  gas  and  the  surfaces.  In  Eq. 

[5.2.  1],  a  has  the  dimension  of  ^  n  is  the  total 

(Time^/^)  ° 

concentration  of  adsorbed  atoms  on  the  outer  surface  which  can  be  cal¬ 
culated  from  the  physical  adsorption  equation,  Eq.  [2.5*  7lf  B.nd  has 
the  dimension  of  (molecule/cm^) ,  is  the  total  boundary  of  eQJ.  the 

areas  of  outer  surface  (cm),  is  the  average  velocity  of  the  activated 
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atoms  and  equals  ^  cm/ sec) ,  k  is  the  Boltzmann  constant 

(=  1.58  X  10  erg/°K),  T  is  the  absolute  temperature  (°k),  t  is 
the  period  of  vibration  of  an  adsorbed  atom  normal  to  the  surface  and 
is  usuEilly  assiimed  to  be  10 “^5  sec,  A  is  the  inside  sxirface  area  of  the 
gauge  (cm^)  and  is  the  activation  energy. 


From  Section 


2.8,  we  have 


[5.2.  2] 


and 


where 


32  V  2  TT 
o  O  1 

7)10^ 


a  = 


8.3 


4.67. 


[3.2.  3] 


For  a  numerical  example,  let  us  take  the  conditions  from  the 
case  used  by  Schaaf  (3).  The  surface  is  Pyrex  glass  and  the  dimensions 
of  the  gauge  are  L  =  25-^  cm,  r^  =  0.11  cm.  The  initial  pressure  in 
the  gauge  is  =  10"^  mm  Hg,  T  =  293°K»  We  take  e*  =  4.8  Kcal/mole 
(K2  on  Pyrex  glass),  =  8.23,  Log  S  =  2  X  10^  Cfrom  Fig.  3«5)« 

By  using  Eq.  [2.5*  71  we  get  n  =  N  /A  =  I.3I  X  10°  molecules/cm^. 

O  8,  S 

From  table  2.3,  E^  =  l4  X  10®  cal/g-mole  (air  on  fused  silica  glass), 
Ey2RT  =  12,  e“^  -  6.1  X  lo"^,  =  10^  cm/ sec.  By  Eq.  [3.2.  3]  we 

estimate  d  S  2  X  lO"^  cm  and  -|-  =  2  X  10“^.  Thus: 


a  = 


1.3  X  10^  X  2  X  10^  X  10^  X  1.38  X  10"^^  X  293  X  4.5  X  lO"'^ 
X  6.1  X  10"^  +  [2  X  1.77 

=  10  dyne/ cm  •^/sec’ 


3.3  GAUGE  RESPONSE  TO  STEP-WISE  CHANGE  IN  PRESSURE  OF  ENVIRONMENT 
ASA  FURTHER  REFINEMENT  OF  THE  STUDY  BY  SCHAAF  (3) 

Solution  of  Eq.  [3.1*  5]  subjecting  to  Eqs.  [3*1*  6]  and  [3*1-  91 
at  the  case,  t  ^  0,  p  =  p^^;  t  >  0,  p  =  p^,  gives  the  following  resxalts. 
The  method  of  solution  includes  Laplace  transformation  and  inversion 
with  asyn^jtotic  expansions  from  t:  =  0  and  t  =  <*>.  The  procediires  are 
well  known. 

Results  are: 
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For  step-wise  change  of  environment  pressure  from  asyii5>totic 
expansion  from  t=0,  that  is,  for  the  initial  variation  of  envelope 
pressure : 


* 

at  t  -►  0. 


From  asymptotic  expansion  from  t  that  is,  the  long  time 

behavior  of  response: 

P*  (x*,t*)  =  ®i  +  277^5  X*  +  (l-P*)/p^]erfc(x*/2>X*] 


(202//^)  +  (e^  x*//i?)  4-  (©2  +  ■^)  ]exp(-  I  t*) 


0,  * 


-  Pg  \/t*]  exp  ( -  x*^/4t*) 


-  ^Pg  -  27TPg  X*  +  pg 


-  [0J  (P.*  -  1)  +  X*  4-  (p^^  -  1)  +  /It  Pg  x*2j 

[5.5-  2] 


^/lF  ■  "  /¥  P3^ 


as  t  -*-00. 


In  the  above  constants  p.'s  and  0.  *s  are  related  to  the  geometry 
of  the  envelope,  and 
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ay/Q 


P  I’j- 
■^o  t 

V 

„  3 


V 

_£ 


172 


P5 

P6 


_A^ 

r  " 
o 

L 


P*  =  p/p. 


X  =  X, 


:/L 


t  r.^ 


TlCL'^ 


P4 


^8  ~ 


=  ^Po-Ph  =  (2V„-ArJ/r, 


A  =  Tir, 


C  =  |/V27mT 


'2  ~  H4  -  v-»g  ^ 

^  -  2  =  -  4  (2Vg  -  Ar^)/5/iP  r/ 


3\/F^6  P7 


P6  Pi  =  Pq 


Computations  were  made  first  with  the  data  from  the  case  cal¬ 
culated  hy  Schaaf  (j)  as  a  test  of  the  present  method.  The  basic 
data  for  that  case  are  as  follows; 


a  = 

f,  * 

+  2.36  X  10 

Pi 

■X- 

=  +  25 

V 

g 

=  i64  cm^ 

L  = 

25.4  cm 

^t 

=  0 . 11  cm 

r 

0 

=  0 . 02  cm 

II 

4l  sec 

1*1 

=  10  ®mm  Hg,  and 

Po 

=  10 "^mm  Hg 

The  resixlts  of  the  computations  are  shown  in  Fig.  3*6,  which  shows  us 
the  improvement  in  accuracy  and  pertinency  of  our  assuni)tion.  '  It  is 
seen  that  when  a/\/~t  is  taken  as  a  constant,  we  get  the  results  of 
Schaaf  (3). 


Another  set  of  con^iutations  was  made  for  the  gauge  envelope  as 
shown  in  Fig.  3.7.  The  numerical  data  are: 

C  -  1.225  X  10"^  sec/cm  (for  T  -  20°C) 


Qiiis  is  an  estimation  for  a  Pyrex  glass  svirface,  positive  for 
desorption  and  negative  for  adsorption. 
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a  = 

+  5.22  X  lO"^ 

(for  copper) 

P3  =  0 

V  =  0 
g 

^  = 

2.599  X  10^ 

P4  =  5.14 

A  =  IT 

* 

t  = 

1.04  X  10®  t 

=  12.56 

P6  =  5 

Pi  = 

+  18.445 

P7  =  10 

CVl 

II 

CO 

00. 

II 

OJ 

cn. 

0 

p^  =  10^ 

Results  of  calcialations  are  shown  in  Table  ^,1,  and  in  Fig.  ^.8. 


3.4  GAUGE  RESPONSE  TO  A  LINEARLY  DECREASING  PRESSURE  OF  ENVIRONMENT 
TO  APPROXIMATE  THE  ASCENT  OF  A  SOUNDING  ROCKET 


In  this  case  we  consider  a  linear  variation  of  pressure  with  time, 
such  as  during  the  ascent  of  a  rocket.  Here,  we  are  only  Interested 
in  the  long  time  behavior,  or  t*  Solution  for  asymptotic  expan¬ 

sion  from  infinity  for 


is 

* 

P 


straight -forward . 


p  =  D  +  D,  t 
•^o  o  1 

The  result  is  as  follows : 


1] 


.  [(-  ^  ^  (p;  -  B^))  ^  .  (-  .  B,)  ^ 

-  -  —  01, 1  exp  (- 


Put  g 

1  *  /•  1  /  Pn  *o  1\  ,  „  *  \ 

2  PlO  -r  t)  (Pu.  *  - 
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r  (“o  ^  P6  *  \)  ■" 

y/TT 


+  —  0. 


, _  o  /~*']  r  /  *  *s  2  *  1  1/  *  * 

2/7  Pj  X )  yt  ] .  [sj  (p,  -  V  - 


+  /Fpg  x*=  +  p/  Pj  t*  ]• 


[5.^.  2] 


where  P  =  p/D  ,  and  p_ ,  ...,  Pn  are  the  same  as  in  section  5'5‘ 
In  addition,  ° 


D,  r  5/" 

X  *0 


DpL 


\  ^^2  ~  ^4 


4  /^5  ^3\ 

0  =  -  -  2  •^) 

^  5\/lr  ^6  P? 


1  *^2 


5  ^372  Pg  p^ 


®4  =  p2  h  P9 


For  a  numerical  exair^jle,  we  take 

p  =  D  +  D^t  =  10"®  -  I  X  10"^  t 

o  o  1  3 

-9 

p^^  =  10  mm  Hg 


and 

the  geometry  as 

given  in  Fig. 

3.7, 

Po 

*  6 

* 

Pof 

-  P  =10 

0 

-  3.205  t 

* 

t 

=  1.04  X  10^  t 

Pi 

=  +18.445  p^  =  8.97x10"^ 

Pio 

=  -.3-16 

Pll 

=  9-6  X  10"^ 

The  results  of  our  confutations  are  shoim  in  Figure  3*9,  and  in 
Table  3-2. 
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3.5  GAUGE  RESPONSE  TO  A  PERIODICALLY  VARYING  PRESSURE  OF  ENVIRONMENT 
TO  APPROXIMATE  THE  ORBITAL  MOTION  OF  A  SATELLITE 

For  the  long  time  periodic  behavior  of  an  orbiting  sateiJLite,  we 
approximate  the  environment  pressure  variation  as: 

p  =  sin  cot  [5«5*  1] 

where  M  +  M,  is  the  pressure  at  the  perigee  and  M  -  14.  is  the 
pressurS  at  the  apogee,  co  is  the  circular  frequency  of  feie  orbit. 

The  method  of  solution  includes  Laplace  transformation  and  Inversion 
with  the  asymptotic  expansion  from  time  infinity.  The  procedures  are 
straight-forward,  and  the  result  is  as  follows; 


-fl  *  [P4  +  pg  ^  (1  -  |)] 


* 

erfc  ( 

2v^ 


+  [ 2e  +  —  e-i  -7=^  +  -  —  ©T  X*)  -^]  exp  ( -  -\) 

2i^^l  ^*5/2  J  4^* 


r  1  I’l- 

+  -  —  +  26^  +  e,  (5;^  -  1) 

L  ^  2  ^  4/Tr 


2  •  "3  /X*  ■■  ■  ®2^ 


exp  (- 

4t 


TJCL^  .* 


T  M,  V  r . 

_  i  ,s  f  ■t 

TT  ^  2 

rt  a  o 

tjCL- 

^  1  ^  L  ,  ^t 


1  fW 

^exp(j^ 


TT  CL^  /  CL^  .*  \  , 

- =—  cos  co(,7r -  t  -  t)  dT 

t  ""t 


1  /  TT 

■372  exp  (-  5 
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P’n P’li  P6 


+  ( 


CO  L 


TJCL^  t* 

„M.coV  r.  T  t2*  1 

- /  -  cos  co(7r^t  -T:)dT|-[5.5.  2] 

IT  r.  o  t 


X  + 


where  = 


gy^ 

M  Jr~ 
oV  t 


and  Pg,  ...,  Pg,  6^,  6^  are  as  before.  In 


addition 


P' 


ay/~C 


P'l  Pg  =  ^/2  ^  5/2 


p'll  = 


11 

M  V 


"  M 
o 


La\/^ 


=  P2  h  P’9 


Further,  for  lecrge  values  of  t  , 

-*■  o,  exp  (m/^n)  -►  1,  erfc  (iii/4.n)  -*•  1,  for  n  >  o 


Eq,.  [5.5*  2]  is  sinplified  to; 


sin  cot 


yT  ^Pio 

■*■  ^^2  Pn  i  P6  Pn 


from  which  the  change  in  mediah  pressure,  the  phase  lag  0  and  the 
aii:5)litude  can  be  calculated.  Writing  the  gauge  pressure  as 


we  have 


p  =  M’  +  M’  sin  (co  t  +  0) 
o  1 


[5.5.  h] 


M’ 


M  - 
o 


ayfC  (2V  -  Ar.  ) 

_ S _ S_ 


2^  IT  r^ 


i — )  [3.5.5] 


5  L  r  ^  i/tT r. " 
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Y  \/l  +  tan^  e  [5.5.  6] 

tan  e  =  ooCL  f— £  X*  +  I  —  x*2]  [5.5.?] 

L  2  rt  J 

t 


Hence,  whenever  a  gauge  envelope  is  used,  the  pressure  variation 
in  its  interior  has  an  araplitude  of  half  of  that  of  the  environment. 

Its  median  pressure  depends  on  the  relation  as  given  by  Eq..  [3* 5*  5]  • 

The  phase  leig  varies  from  zero  at  the  inlet  to  o)CL(Vg  +  7dir^^)/r^  at 
the  bottom  of  the  gauge. 

For  a  numerical  exaniple,  we  take  the  condition  (4)  of 

p  =  4.18  X  10  mm  Hg  at  100  Km 

p  =  5»48  X  10  ^  mm  Hg  at  500  Km 
-B 

p  =  1.24  X  10  mm  Hg  at  300  Km 

27r/c^  =  90  min  [3.5.  8] 

Although  the  variation  of  ambient  pressure  is  not  simple  harmonic, 
we  take  the  approximation; 

=  2.0900174  X  10"^ 

=  2.0899826  X  10"^ 
to  =  0.00116  rad/ sec 

and 

p^  =  2.0900174  X  10"“^  +  2.0899826  X  10"“^  sin  0.001l6t  [3.5.  9] 

for  an  Illustration  of  response  of  periodically  varying  pressures. 

For  the  more  accurate  case,  we  can  superpose  various  harmonics  of 
pressure  variation. 

For  the  gaxige  envelope  in  Fig.  3*7,  we  now  have 

=  +  8.825  X  10"^ 

=  8.8254  X  10"^ 

p'^  «  7.105  X  10"® 

The  result  as  calculated  is  shown  in  Fig.  5*  10* 
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3.6  GAUGE  RESPONSE  TO  AN  EXPONENTIAL  VARYING  PRESSURE  OF  ENVIRONMENT 


In  this  case  ve  consider  an  exponential  veuriation  of  pressiire 
with  time,  such  as 

-h^t 

p  =  p_  +  e  [5.6.  1] 

O  2  1 

Solutions  of  Eq.  [J.l.  5]>  subjecting  to  Eqs.  [J.l.  6]  and 
[3.1.  9]  can  be  obtained.  The  method  of  solution  which  includes 
Laplace  transformation  and  inversion  with  asymptotic  expansions  from 
t  =  0  eind  t  =  ®  is  straight-forward.  Here  we  are  especially 

interested  in  the  long  time  behavior,  or  t  -♦■  » .  Asymptotic  expansion 
from  infinity  for  Eq.  [3.6.  1]  gives; 


-V 

-  =1"  * 


%  -  ^  Po  P2  ■  I  Po  (1/2 1/?) 


5  P’o  (P5  •  [1+  exp  (-  -^)]  +  ip2  C^' 


TrP2>/^t  ^  ® 


kt 

"V 


e"*^  dv 


] 


[5.6.  2] 


where  ...,  Pg  and  6^  are  the  same  as  before;  in  addition. 


3.7  NUDE  GAUGE 

When  a  nude  gauge  is  installed  over  a  given  surface,  it  is  still 
under  the  influence  of  the  outgassing  when  the  environment  pressure 
changes . 

To  see  the  order  of  magnitude  of  events,  we  consider  the  variation 
of  nimiber  density  of  molecules,  near  an  outgassing  surface  when  the 
pressure  at  infinity  changes  suddenly  from  n  (initial  number  density 
in  the  semi-infinite  medium)  to  n„.  We  taie°n^  »  n^,. 

The  distribution  in  number  density  is  given  by: 


c+  c+ 
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Where  C  is  the  meein  speed  of  molecules 

C  =  =  /8rt 

V  irm  V  ir 

^  is  the  mean  free  path 

A  - 


[5.7.  2] 


\/^  n  o 

where  cr  is  the  collision  cross-section.  In  order  to  keep  the  problem 
linear,  we  take  the  diffusivity, 

C  A  ~  constant. 

The  boundary  conditions  of  Eq.  [5*7*  l]  are; 

t  =  0,  n  =  n„  .  [5.7.  5] 


that  is,  the  pressvire  is  changed  suddenly  in  the  half -plane  with  the 
outgassing  rate  given  by; 

d(H/A) 


t  >  0, 


=  IT 


n  U 


[5.7.  ^^3 


kT\/T 

The  solution  to  Eq.  [5-7 •  l3  by  Laplace  transformation  gives 


n  =  ^  (-  x^/l)-Dt) 

CkT 
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The  time  for  the  number  density  to  increase  to  n  at  x  «  0  is  given  by; 

ka 


y/t  =  ^ 

CkT  (n  -  n^) 

For  the  surface  given  in  the  above  example, 

-6 


[5.7.  63 


= 


4  X  5.27  X  10' 

Tt - ^ — — tt: — 


3  X  10^  X  1.38  X  10"-^°  X  300  (n  -  n^) 


9  X 


4  4 

3.27x10  ^  10^ 

1.58  (n  -  nj  2“Cn  -  n„) 


[5.7.  73 


Thus,  for  the  ordinary  range  of  n„,  it  takes  a  very  short  time 
for  n  to  increase  to  correspond  to  a  maximum  outgassing  rate.  It 
takes  a  short  time  for  n  to  reach  values  to  the  same  order  of  n.,  which 
is  what  a  gauge  reads.  Therefore,  for  a  nude  gauge  in  a  regime  of 
varying  pressure,  it  will  read  the  environment  closely  before  out¬ 
gassing  proceeds  sufficiently.  Even  where  outgassing  rate  is  high. 
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the  gauge  proper  will  reduce  quickly  to  the  same  as  the  enviromnent. 
This  may  eG-so  he  visualized  as  a  very  thin  houndaiy  layer  due  to  out- 
gassing.  The  nude  gavige  will  measure  effectively  the  pressure  of 
the  medium. 

The  above  study  was  made  under  the  simplifying  assvmptions  of  eui 
isothermal  system  and  a  semi-empirical  model  of  adsorption  and  desorp¬ 
tion.  However,  the  usefulness  of  the  method  is  tested  hy  experimental 
results  of  transient  response.  (Fig.  5*6) 

It  is  seen  that  a  gauge  in  an  envelope  will  always  experience 
great  time  lag  in  pressure  (or  number  density)  measurement,  in  a 
sounding  rocket  or  an  orbiting  satellite.  In  the  case  of  the  orbiting 
satellite  especially,  effort  toward  extrapolating  from  measvirement 
made  by  a  ga\ige  in  an  envelope  will  involve  great  errors  in  the  low 
pressure  side  because  in  the  gauge,  the  pressvire  will  remain  at  the 
same  order  of  magnitued  of  the  highest  pressure  (Fig.  5-T).  A  gauge 
in  an  envelope  should  not  be  used  for  outer  atmosphere  measurement 
in  spite  of  its  ease  of  installation  and  the  ease  of  shielding  against 
radiation.  Where  response  is  important,  the  nude  gauge  should  always 
be  used.  Corrections  for  the  effects  of  radiation  are  then  necessary. 

In  static  measurement,  a  gavige  in  an  envelope  needs  corrections 
for  adsorption  of  the  surfeices  as  well  as  for  thermal  effects. 
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4.0  EXPERIMENTAL  SYSTEM  AND  PROCEDURE 


The  metal  xoltra-high  vacuum  system  shovm  In  Fig.  4.1  was  designed 
and  constnacted  to  carry  out  the  objectives  outlined  in  the  previous 
sections.  Although  the  ultimate  goal  of  this  experinrenbal  apparatus 
was  set  at  the  lO"^  torr  range,  vacua  up  to  the  10"°  torr  range  were 
also  considered  to  be  of  value  to  this  program.  In  designing  a  metal 
system  capable  of  attaining  such  a  degree  of  vacuum,  it  is  evident 
that  the  system  must  be  siit5>le  in  order  to  be  fabricated  with  a 
minimum  amount  of  leakage — either  real  or  virtual.  Simplicity  is 
also  advantageous  so  that,  as  the  system  develops  and  as  future 
needs  change,  modifications  can  be  easily  made.  Although  most  of  the 
present  system  was  based  on  accepted  ultra-high  vacuum  techniques  (l  -  5)^ 
some  parts  of  the  system  had  to  be  based  on  untried,  although  logic¬ 
ally  sound,  concepts,  since  the  immediate  objective  is  somewhat 
beyond  the  established  "state  of  the  art."  (6) 

The  ultra-high  vacuum  system  shown  in  Fig.  4.2  consists  of  a 
stainless  steel  chamber  12"  in  length  and  11.5"  in  diameter,  which  is 
attached  through  a  Granville  Phillips  bakeable  UHV  valve  to  the  fore- 
pump  system.  A  cryogenic  pun^),  a  mechanical  pump  and  an  8  liter/sec. 
cold  cathode  ion  getter  puirp  constitute  the  forepunp  system.  In 
addition,  another  8  liter/sec.  cold  cathode  ion  getter  punp  is  located 
on  top  of  the  chamber  and  is  used  for  terminal  punping.  The  chamber 
has  five  ports,  which  make  it  possible  to  accommodate  various  com¬ 
binations  of  ionization  gauge  sensing  tubes  and  an  ometatron  type  mass 
spectrometer  tube.  One  inch  tubulation  is  used  thro\ighout  the  system. 

The  mechanical  forepuiip  and/or  a  helium  leak  detector  can  be  attached 
to  the  system  at  the  extra  flange  on  the  cryogenic  pump. 

Details  of  the  chamber  construction  are  shown  in  Fig.  4.2.  The 
entire  system— excluding  the  glass  gauges  and  sealing  gaskets— is  made 
of  504  stainless  steel.  Internal  welds  which  might  provide  virtual 
leaks  are  eliminated  by  machining  the  sealing  surfaces  in  the  chamber 
wall.  All  mating  s\irfaces,  except  the  two  end  plates,  are  of  the  step 
type  and  use  annealed  O.F.H.C.  copper  gaskets  for  seals.  The  end 
plates  as  well  as  the  ends  of  the  chamber  are  machined  flat,  polished 
with  jeweler's  rouge  and  sealed  by  means  of  O.O50"  dia.  gold  wire.  In 
order  to  press  directly  on  the  gold  gaskets  when  ti^tening  down  the 
end  plates  and  to  take  up  any  thermal  expansion  during  baking  and 
cooling,  spring  rings  are  used. 

The  ultra-high  vacuum  system  is  mounted  on  a  table  which  also 
supports  an  electric  furnace  (indicated  by  the  dashed  lines  in  Fig.  4.2) 
so  that  the  entire  portion  above  the  table  top  can  be  conveniently 
baked  out  at  as  high  as  450°C.  This  table  also  supports  the  truck 
which  holds  the  omegatron  magnet.  This  magnet  truck  can  be  rolled  back 
so  that  it  is  outside  the  electric  fvimace  dvtring  bakeout.  The  fximace 
consists  of  15  identical  rectangvilar  panels.  Identical  panels  are 
used  so  that  the  size  of  the  furnace  can  be  varied  to  accommodate 
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larger  systems.  The  table  is  provided  with  sixteen  220  volt  outlets 
so  that  the  individual,  furnace  panels  can  he  plugged  directly  into  the 
table  (see  Fig.  4.2). 

Since  the  cold  cathode  ion  getter  pumps  are  easier  to  start  and 
have  a  longer  life  when  the  pressure  at  which  they  are  started  is 
lower  than  the  10  microns  obtained  with  the  ciyopump,  an  additional 
forepump  can  be  justified.  The  additional  forepunp  used  is  a  Welch 
Duo -Seal  mechanical  pump  which  is  connected  to  the  cryogenic  pump 
through  a  liquid  nitrogen  trap.  The  pressure  in  the  system  can  now 
be  reduced  to  about  10“5  torr  since  the  mechanical  pump  removes  gases 
which  cannot  be  puBped  by  the  cryogenic  pump. 

For  experiments  in  which  minute  traces  of  oil  vapor — which  in¬ 
variably  back  stream  from  the  mechanical  pump,  even  though  a  liquid 
nitrogen  trap  is  present --are  undesirable,  the  mechanical  pump  is 
eliminated  so  that  the  cryogenic  pump  is  the  only  forepxmp. 

In  order  to  study  the  effect  of  low  temperature  on  the  system, 
a  reservoir  type  cooling  vmlt  geometrically  similar  to  the  bakeout 
furnace  is  movinted  around  the  UHV  portion  of  the  system.  Using  this 
unit,  the  chamber  and  attached  instrumentation  are  exposed  to  a  heat 
sink  down  to  the  liquid  nitrogen  temperature. 


4.1  INSTRUMENTATION 

The  basic  instrumentation  for  this  UHV  system  consists  of  two 
standard  Bayard-Alpert  ionization  gauges,  a  magnetron  cold  cathode 
ionization  gauge,  a  nude  Bayard~Ali)ert  ionization  gauge,  an  omegatroh 
mass  spectrometer  and  four  thermocouples  mounted  at  different  depths 
in  the  chamber  wall  in  order  to  determine  the  inside  wa3 1  temperature 
of  the  chamber. 

Although  the  Bayard-Alpert  ionization  gauges  can  be  utilized  to 
measvcre  pressvires  down  to  about  10"^®  torr,  in  the  10“^  torr  range 
these  gauges  are  impractical  for  the  following  reasons; 

-12 

1.  the  vapor  pressure  of  the  tungsten  filament  is  about  10 
torr  at  normal,  filament  temperatures, 

2.  the  gauge  has  a  very  low  sensitivity, 

5.  the  x-ray  current  is  of  the  same  order  as  the  ion  current 
and  cannot  be  distinguished  from  it. 

-12 

In  the  10  toiT  range,  however,  the  cold  cathode  magnetron 
gauge  is  the  only  commercially  available  gauge  which  claims  any  degree 
of  accvuracy.  Since  there  is  no  reference  pressure  in  this  region, 
the  accuracy  of  any  gauge  must  be  subject  to  some  reasonable  doubt. 
Nevertheless,  this  type  of  gauge  does  have  two  advantages  over  the 
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hot  cathode  gauge,  namely,  high  sensitivity  and  very  little  apparent 
filament  residual  gas  reaction.  The  principal  disadvantages  of  this 
type  of  gauge  are  the  fact  that  it  does  a  considerable  amount  of 
punning  (about  1  liter/sec  for  nitrogen)  and  that  fluctuations  occur 
in  the  gauge  under  most  operating  conditions. 

A  mass  spectrometer  is  an  absolute  necessity  in  order  to  determine 
which  residual  gases  the  gauges  see  (7  -  9)*  This  instrument  is  also 
used  to  measure  the  partial  pressures  of  molecular  species  present. 


4.2  PUMPDOWN  PROCEDURE 

The  system  is  put  into  operation  by  roughing  down-  to  10  microns 
with  the  cryopun^  or  to  0.01  microns  with  the  cryopuD5)-raechaniceQ. 
pump  combination.  A  leak  detection  procedure  is  now  followed  using 
the  heliiara  detector.  If  the  system  is  free  of  leaks,  the  pump  down 
procedxire  is  continued. 

Kow  the  bakeout  furnacg  is  placed  in  position  and  the  bakeout 
teii5)erature  increased  in  50^0  increments  over  several  hours  \mtil 
the  desired  temperature  is  reached  (usually  about  500*^0).  At  this 
point  the  high  vacuum  valve  is  closed  to  eliminate  the  cryoputip  and 
the  mechanical  pump  from  the  system  and  the  lower  8  liter/second 
ion  getter  pump  is  turned  on  and  is  allowed  to  remain  on  throughout 
the  baking  cycle  (usually  about  2k  hottrs).  After  adequate  baking 
out  -  when  the  ion  getter  puiip  current  drops  sharply,  indicating  that 
the  pressure  in  the  system  is  falling  -  the  Granville  Phillips  ultra- 
high  vacuum  valve  is  closed  and  the  bakeout  furnace  is  removed.  As 
soon  as  the  bakeout  furnace  is  removed,  the  8  liter/second  ion  getter 
pump  on  top  of  the  chamber  is  started  and  electrical  heating  tapes, 
which  were  wrapped  around  the  glass  gauges  before  bakeout,  are  started. 
The  heating  tapes  reduce  excessive  condensation  and/or  adsorption 
from  occurring  in  the  gauges  as  the  entire  system  cools.  This  is  felt 
to  be  necessary  since  the  large  mass  of  stainless  steel  of  which  the 
chamber  is  made  cools  much  more  slowly  than  the  smell,  glass  gavigesj 
thus  the  possibility  of  condensation  and  adsorption  in  the  cooler  part 
of  the  system  (namely,  the  glass  tubes)  is  present. 

^^With  this  relatively  simple  pumpdo^m  procedure  pressures  in  the 
10  torr  range  have  been  obtained. 
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5.0  EXPERIMENTAL  RESULTS 


5.1  BAKE.OUT  PHENOMENA 

Apparatus .  It  was  desired  to  determine  the  coraposition  of  the 
"residu^**  gas  during  various  stages  of  hake-out  of  a  system  similar 
to  that  pictured  in  Fig.  4.2.  To  acconplish  this,  the  4000  Gauss 
omegatron  magnet  was  placed  inside  the  furnace,  and  the  omegatron 
was  operated  during  hake -out. 

The  system  used  was  the  same  as  in  Fig.  4.2,  except  that  the 
cryopunp  was  replaced  hy  the  leak  detector.  On  the  chamber  were  the 
NRC  Bayard-Alpert  gauge,  the  NEC  Redhead  gauge,  an  omegatron,  an 
Ilikon  Bayard-Alpert  gauge,  a  thermocouple  prohe  and  a  Vac  Ion  puBp. 

A  General  Reidio  bridge  oscillator  and  Keithley  model  4l0  micro- 
microammeter  were  used  with  the  omegatron.  The  approximate  total 
glass  surface  was  1100  cm^  and  the  approximate  total  metal  svirface 
area  was  2800  cm^.  The  RRC  gauges  were  not  operated  during  these  tests. 
There  were  no  heating  tapes  used. 

Procedure.  The  system  was  first  checked  with  a  helium  leak 
detector  and  then  the  Vac  Ion  pumps  started.  The  Ilikon  was  then 
outgassed  and  started;  and  a  room  tenperatvire  sweep  was  made  with  the 
omegatron.  The  furnace  was  then  turned  on.  Wtien  the  thermocouple 
prohe  read  about  50°C,  another  sweep  was  made  ^d-th  the  omegatron. 

This  omegatron  data  was  obtained  for  100°C,  150°C  and  200°C,*  the  time 
interval  between  each  of  these  sweeps  was  about  two  hours.  In  the 
interests  of  preserving  the  magnets,  200°C  was  set  as  the  upper  limit. 

This  test  was  run  twice.  During  the  first  run,  there  were  2  sets 
of  data  taken  for  each  tenperature :  one  set  with  the  furnace  on,  one 
with  the  furnace  off.  The  reason  for  doing  this  was  to  separate  the 
effects  caused  by  the  fact  that  the  glass  bulbs  were  at  a  higher  tem- 
peratxire  relative  to  the  chamber  wall  when  the  furnace  was  on.  Between 
runs,  the  system  was  opened  to  the  atmosphere  for  about  one  hour. 

During  this  time  a  new  Vac  Ion  punp  was  mounted  on  the  chamber  in 
place  of  the  old  one.  During  the  first  run,  the  Vac  Ion  was  not 
water  cooled;  during  the  secdnd  run,  the  Vac  Ion  was  water  cooled.  All 
of  the  data  taken  diiring  the  second  run  was  with  the  furnace  on. 

It  should  be  noted  that  great  care  was  taken  to  sort  out  har¬ 
monics  and  sporadic  readings  from  the  omegatron  data.  There  was  also 
a  constant  check  made  on  the  noise  level  of  the  micro -microammeter. 

There  were  no  detectable  leaks  at  the  end  of  either  test. 

Results .  The  resxolts  of  the  second  test  are  shown  in  Figs.  5*1 
through  5.5.  The  results  of  the  first  test  showed  identical  trends, 
but  with  slightly  different  percentages.  The  values  used  here  are  all 
corrected  for  relative  ionization  sensitivity.  P^  is  obtained  by 
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adding  all  of  the  corrected  partial  pressvires.  . 

The  results  in  the  first  test  of  turning  the  furnace  off  and  on 
were  as  follows:  the  relative  ahvindance  of  masses  'pQ,  ^l,  85  and  200 
appeetred  to  be  cong)aratiTely  dependent  upon  whether  the  furnace  was 
on  or  off.  Hiese  represent  a  very  small  percentage  of  the  total, 
however.  A  typical  exaii5)le  is  mass  85  at  100°C.  With  the  furnace 
off,  its  abimdance  was  0.4^;  With  the  furnace  on,  its  abundance  rose 
to  1.4^.  Masses  28,  16  and  2  (H2)  were  slightly  dependent  upon  the 
furnace  being  off  or  on.  For  instance,  H2  at  I50OC  had  a  relative 
abundance  of  50*5?^  with  the  furnace  off  and  55*6^  with  it  on-  The 
relative  abundances  of  masses  26,  I8  and  17  were  virtually  unaffected. 
In  every  case,  when  the  furnace  was  turned  off,  there  was  a  drop  in 
total  pressure  by  a  factor  of  about  4,  even  though  the  thermocouple 
probe  and  furnace  thermostat  indicated  no  change  of  temperature. 

Discussion.  It  is  apparent  that  the  admixture  of  exposed  glass 
and  stainless  steel  in  the  system  is  going  to  introduce  experimental 
problems,  especially  when  the  desired  data  is  measured  by  an  omegatron 
whose  effective  wall  is  platinum.  The  effect  of  envelop  material  on 
gauge  sensitivity  will  be  discussed  later.  For  the  purposes  of  this 
report,  the  effect  of  the  platinum  on  the  omegatron  readings  will  be 
neglected. 

As  noted  earlier,  there  was  a  drop  in  pressure  by  a  factor  of  4 
when  the  furnace  was  turaed  off,  in  spite  of  the  fact  that  both  the 
thermocouple  probe  and  the  furnace  thermostat  Indicated  no  change  in 
temperature,  either  inside  or  outside  the  chamber.  Evidently,  when  the 
furnace  was  on,  the  glass  envelopes  were  at  a  considerably  higher  tem¬ 
perature  than  the  stainless  steel,  due  to  direct  radiation.  When  the 
furnace  was  off,  their  tenperatures  dropped  to  a  value  nearly  that 
of  the  steel.  It  is  possible  that  the  glass  temperature  was  as  high 
as  400°C. 

First  Test.  The  fact  that  the  relative  abundance  of  masses  58; 

71,  85  and  200  is  comparatively  dependent  upon  whether  the  furnace 
elements  are  on  or  off  would  indicate  that  these  are  beiked  off  the 
glass  at  temperatures  around  200^0.  Evidently,  masses  2,  28  and  16 
are  baked  off  the  glass  at  slightly  hi^er  temperatures,  say  400°C. 
Appeurently,  water  and  mass  26  either  have  no  preferential  temperature, 
or  come  off  at  somewhat  higher  tenperature.  Probably  the  former  is 
true  of  water,  the  latter  true  of  mass  26.  As  has  been  mentioned  in 
veirious  references,  the  water  may  come  from  within  the  glass. 

Second  Test.  Since  ell  the  data  for  this  test  was  taken  with 
the  furnace  on,  the  glass  bulbs  were  constantly  at  a  higher  tenpera¬ 
ture  than  the  steel  chamber's  Inside  wall.  This  Introduces  a  certain 
amount  of  ambiguity  into  the  results,  but  trends  can  be  discerned. 

As  can  be  seen,  all  conponents  of  the  residual  gas  had  a  dip  at 
around  120°C.  Before  this  temperature  there  is  a  maximum;  and  if  the 
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tests  had  been  extended  to  higher  temperatures,  say  iK)0°C,  Einother 
maxirauin  (different  for  each  coii5)onent)  would  most  likely  have  been 
found.  The  first  maximum  is  probably  due  to  the  discharge  of  all  the 
loosely  bound  gases,  those  with  physical  adsorption  (this  can  be 
thought  of  as  the  first  few  layers  of  the  several  molecular-layers). 

It  follows  naturally  that  the  more  tightly  adsorbed  layers  will  need 
higher  beike-out.  As  can  be  seen  from  these  curves,  another  100°C  or 
so  would  probably  see  peaks  in  H2,  mass  28  and  CO2. 

Figures  -  5-7  show  that  some  of  the  ccirrponents  exhibit 
"group"  behavior,  i.e.,  masses  ^8,  Jl,  85  and  200  follow  very  similar 
trends,  as  do  CH4,  masses  I5  and  26.  This  "group"  behavior  is  help¬ 
ful  in  the  determination  of  products  of  fragmentation  at  the  filament, 
and  differentiating,  with  the  help  of  the  furnace  on  -  furnace  off 
results  of  the  first  test,  between  fragments  and  "whole"  desorption 
species.  Judging  from  a  study  of  these  trends  and  the  results  of  the 
first  test,  masses  ^8,  "Jl,  85  and  200  are  all  fragments  of  the 
same  molecule,  probably  a  hydrocarbon  from  the  oil  of  the  forepumping 
system.  Mass  I5  probably  is  CH3;  mass  26,  though  it  follows  the  same 
trend  in  Fig.  5-5  els  mass  I5  and  CH4,  did  not  exhibit  the  same  be¬ 
havior  as  CH4  in  test  one  (furnace  on  -  furnace  off),  so  it  is  fairly 
certain  that  CH4  is  not  produced  as  a  fragment  of  mass  26. 

The  reasons  behind  the  results  indicated  in  Fig.  5*7  Eire  as  yet 
unknown. 

The  somewhat  "confused"  trends  of  Figs.  5-^  5-5  Eire  very 

nearly  reproducible.  The  decreasing  percentage  at  200°C  is  due 
mostly  to  the  rapid  increase  in  at  this  point. 

Differences  Between  Tests.  The  slight  differences  in  trends, 
the  differing  percentages  and  the  conparatlvely  laj’ge  deviation  in 
the  behavior  of  mass  28  between  the  two  tests  may  be  attributable  to 
the  use  of  a  different  Vac  Ion  pump.  The  punp  used  in  the  second 
test  was  a  so-called  "Super  Vac  Ion  Punp"  with  a  modified  cathode; 
also,  this  pump  was  water  cooled,  whereas  the  one  used  in  the  first 
test  was  not.  History  of  the  system  is  probably  also  a  cause  of  some 
of  these  differences. 

Identification  of  Species.  Mass  spectrometer  data  is  adways 
somewhat  ambiguous  by  virtue  of  the  fact  that  several  kinds  of  mole¬ 
cules  may  have  the  same  mass;  for  instance,  mass  28  coixld  be  either 
CO  or  W2;  mass  17  could  be  or  (OH)"^';  mass  16  could  be  O'*’  or  CH4; 

etc.  About  the  only  two  that^one  can  be  sure  of  are  H2  and  He.  To 
determine  whether  mass  28  is  CO  or  N2,  one  must  look  for  masses  l4  and 
12  (IT*"  and  C*"),  fragments  caused  by  the  ionization  process.  We  have 
both,  but  in  veirylng  amounts.  This  aspect  should  be  pursued  further 
to  determine  if  a  differentiation  can  be  made.  Mass  26  may  be  C2H2- 
Mass  18  is  very  probably  HaO.  Mass  16,  in  view  of  the  work  by  Hlckmott, 
et  al  (1)  is  probably  CH-t.  This  would  be  the  result  of  dissociation 
of  Ha  at  a  hot  filament.  Mass  15,  then,  is  CHa- 
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For  mass  numbers  above  the  omegatron  leaves  much  to  he  desired. 
It  becomes  very  difficult  to  sort  out  the  masses  above  this  point. 

CO2  is  fairly  certain  from  observations  which  have  been  carried  out 
on  pure  gas  systems,  and  from  Hickmott's  work.  The  mass  numbers  above 
50  are  a  near  guess. 

Method  of  Temperature  Measurement.  The  tip  of  the  thermocouple 
probe  used  was  about  in  the  center  of  the  chamber  and  was  in  "radiation 
eq.uilibrium"  with  the  chamber  wall;  it,  therefore,  was  indicating 
some  average  wall  temperature.  The  total  ten^^rature  change  of  the  wall 
temperature,  as  measured  by  thermocouples  in  the  wall  itself,  was  of 
the  order  of  50°C  at  100°C,  and  40°C  at  150°C.  Even  with  the  thick 
wall  which  would  tend  to  "smooth  out"  the  temperature  difference  on 
the  inside,  there  were  large  temperature  variations  on  the  inside 
wall. 


Decrease  of  Omegatron  Magnet  Strength.  During  the  course  of 
these  two  experiments,  the  strength  of  the  magnet  decreased  from  ^<200 
to  4000  Gauss,  due  to  the  relatively  high  teiiperatvire .  This  was 
con5)ensated  for  in  the  readings  so  that  there  was  no  confusion  of 
masses.  This  would  not  affect  the  values  of  per  cent  composition 
as  reported. 

Experimental  Uncertainties  in  Omegatron  Readings.-  In  our  work, 
the  omegatron  was  tuned  twice  for  each  set  of  data,  once  for  masses 
1-58^  and  Eigain  for  masses  39  to  250.  By  not  tuning  it  again  for 
Ha,  an  accuracy  error  of  about  3-5?^  was  introduced,  but  this  does 
not  interfere  with  the  trends.  Considering  this,  plus  the  4^  pre¬ 
cision  of  the  micro -microammeter,  the  following  approximate  precision 
errors  apply: 

Omegatron  readings  for  room  tea^^rature :  +  8^ 


Omegatron  readings  for  50°C  +  7^ 
Omegatron  readings  for  100°C  +  6^ 
Omegatron  readings  for  150°C  +  6^ 
Omegatron  readings  for  200^0  +  6^ 


The  nominal  sensitivity  of  the  omegatron  is  lO/torr  for  nitrogen. 
But  this  gauge  is  notorious  for  its  ability  to  change  apparent  sen¬ 
sitivity.  This  change  occurs  when  the  omegatron  is  retuned  or  when 
there  is  a  large  change  of  pressxire.  This  is  one  of  the  main  reasons 
for  reporting  percent  conrpositions  along  with  partial  pressures.  The 
above  figures  for  probable  error  apply  only  within  any  given  tuning; 
it  follows  that  the  trends  of  percent  composition  are  more  accurate 
than  the  trends  of  partial  pressure. 

Conclusions  and  Recommendations.  The  residual  gases  after  a 
125°C  bake-out  would  be  H2,  CH3,  CO,  CO2,  CH4,  W2  and  H2O.  There 
would  be  few,  if  any,  hydrocarbons  left.  This  low  beike-out  rids  the 
system  of  most  of  the  loosely  sorbed  materials.  Plotting  omegatron 
data  as  a  fimction  of  temperature  helps  to  identify  and  relate  various 
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species,  besides  indicating  queQ.itatively  their  adsorption  characteristics. 

These  tests  should  be  repeated,  using  a  wider  range  of  tempera¬ 
tures  (-  l80°C  to  +  400°C)  as  well  as  systematically  studying  the 
effect  of  the  history  of  the  system.  In  future  tests,  less  glass 
should  be  in  the  system  and  what  glass  there  is  should  be  shielded 
from  direct  radiation  from  the  furnace  elements.  The  work  should  be 
ceirried  on  with  different  wall  materials  as  well. 


5.2  DIFFERENCES  IN  GAUGES 

We  are  interested  in  the  differences  encountered  in  the  various 
types  of  ionization  gauges;  for  instance,  do  we  expect  any  difference 
in  performance  between  a  Bayard -Alpert  gauge  having  ,a  metal  film  on 
the  envelope  eind,  say,  the  Nottingham  variation  of  the  gauge,  which 
has  the  protective  grid  and  ordinary  Pyrex  glass  envelop?  Apparently, 
the  differences  eure  primarily  due  to  (l),  the  effect  of  the  gauge  on 
the  conposition  of  its  local  residual  gas,  (2),  time  response  of  the 
gauges  and  (5),  ejection  of  charged  particles  from  electrodes  and  s\ir- 
face  ionization.  Each  of  these  things  apparently  cause  differences 
in  performance  between  the  various  types  of  gauges.  The  first  category, 
effect  of  the  gauge  on  the  conposition  of  residual  gas,  can  be  sub¬ 
divided  as  follows : 

(a)  effect  of  the  hot  filament,  including  chemical  reactions  at 
the  walls, 

(b)  "secondary  emission"  of  neutral  particles  from  electrode  and 
wall  surfaces  by  bombardment  of  electrons  and  ions  (2), 

(c)  wall  potential  and  accommodation  effect  on  conposition. 

Only  (a),  effect  of  the  hot  filament,  has  been  experimentally  examined 
to  any  extent. 

5.2.1  Effect  of  Hot  Filament 

The  pumping  of  the  hot  filament  was  first  investigated  by  Lang¬ 
muir  in  1912  (5  ) .  Langmuir  found  that  when  a  tungsten  wire  is  heated 
to  a  tenperature  of  between  1300°K  and  2500°K,  that  Ha  was  slowly 
cleaned  up.  Furthermore,  this  is  a  temperature  dependent  phenomenon, 
i.e.,  the  higher  the  temperature,  the  greater  the  rate  of  clean  up. 

With  nitrogen  or  CO,  such  disappearance  or  clean  up  never  occurs  be¬ 
low  about  2200^,  and  seems  to  be  a  chemical  or  electriceil  effect, 
while  the  clean  up  of  hydrogen  seems  to  be  purely  thermal.  There  is 
a  distinct  saturation  of  the  pumping,  but  the  substitution  of  a  new 
section  of  wire  does  not  restore  the  action.  If  one  wire  is  brought 
to  incandescence,  and  punped  to  saturation,  and  then  another  clean 
wire  in  the  same  system  is  also  brought  to  incandescence,  there  is  no 
more  clean  up.  So  the  H2  is  not  absorbed  by  the  wire.  Langmuir  showed 
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that  it  is  deposited  on  the  glass,  especially  when  the  latter  is  cooled 
hy  liquid  air.  If  the  wire  is  allowed  to  cool  and  the  liquid  air  is 
then  removed,  ordinary  Ha  is  set  free,  which  will  not  recondense  when 
liquid  air  is  replaced.  If  this  gas  is  pumped  out  and  oxygen  is 
admitted  (or  some  other  active  gas),  the  oxygen  will  disappear  and  in 
its  place  a  small  quantity  of  hydrogen  will  appear.  Langmuir  fotmd  that 
with  platinum  and  palladium  this  effect  is  much  more  marked;  it  is 
a  function  also  of  the  svirface  properties  of  the  filament  as  well  as 
its  chemical  composition.  These  effects  are  not  due  to  the  presence 
of  metal  on  the  surface  of  the  glass.  Langmuir  accounted  for  these 
hy  showing  that  the  Ha  dissolves  in  the  material  of  the  wire  in  the 
atomic  condition,  hut  the  atoms  leaving  the  wire  do  not  meet  other  atoms 
(because  of  the  large  mean  free  path),  hut  diffuse  to  the  envelope 
and  are  ahsorhed  there  in  the  atomic  condition.  They  retain  all  the 
chemical  activity  inherent  in  the  atomic  hydrogen. 

Hickmott  (l)  and  others  have  shown  that  atomic  hydrogen  reacts 
with  a  glass  envelop  to  produce  contaminant  molecules  CO,  H2O  and  CH4. 
This  effect  may  vary  with  the  type  of  glass  used. 

In  the  case  of  a  metal  envelop,  the  atomic  hydrogen  recombines 
to  form  molecular  hydrogen  much  more  easily,  and  therefore  the  ptimping 
effect  is  more  quickly  saturated.  However,  Fox,  et  al  (4)  have  found 
that  the  recombination  of  atomic  liydrogen  is  poisoned  under  some 
circumstances;  this  poisoning  has  been  attributed  to  contaminant 
species  produced  hy  reactive  hydrogen  atoms. 

It  was  found  that  when  hot  cathode  gauges  with  glass  envelopes 
were  first  turned  on,  they  became  very  high  speed  hydrogen  puiT5>B. 

This  would  cause  a  local  scarcity  of  Ha  in  the  gavige  and  a  general 
decrease  in  the  quantity  of  Ha  in  the  chamber,  as  well  as  a  decrease 
in  total  pressure.  Since  ionization  gauge  sensitivity  is  very  com¬ 
position-dependent,  one  would  expect  a  change  in  apparent  sensitivity 
due  to  this.  Therefore,  differences  can  he  expected  from,  say,  two 
different  types  of  hot  cathode  gauges  with  different  envelope  materials 
and  filaments  (different  sizes  and  resistances)  which  are  operating 
at  the  same  emission  current.  Since  the  filaments  will  operate  at 
different  temperatures,  depending  on  the  resistance  and  size  for  the 
same  emission  current,  the  filament  at  the  higher  tenperature  will 
pump  faster;  and,  since  the  saturation  of  the  pump  depends  upon  the 
wall  material,  one  gauge  will  pump  longer  than  another. 

To  study  these  effects,  the  meaningful  parameter  is  the  ratio  of 
the  collector  currents.  In  the  work  noted  here,  each  Bayard-Alpert 
gauge  was  coitpared  with  the  Redhead  gauge.  If  the  gauges  have  large 
conductances  and  low  pumping  speeds,  one  would  expect  a  straight  line 
for  these  ratios  versus  time  for  non-vaiying  emission  currents,  since 

I^  =  ^  P 

where  I  is  the  measured  ion  cvirrent,  I  is  the  emission  current  (held 
c  e 
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constant  throughout  our  testing),  p  is  the  actual  pressure  in  the 
gauge,  and  k  is  the  gauge  sensitivity  defined  hy  Eq.  [2.5>  1]  •  Actually, 


I 

c 


I  k,  p. 
e  i 


[5.2.  2] 


where  p.  is  the  "partial,  pressvire"  k^  is  the  gauge  sensitivity  of 
the  i-ti  con5)onent.  So,  for  two  gauges  measuring  the  same  volume, 
there  would  have  to  he  a  change  of  composition  of  gas  for  them  to  read 
differently  relative  to  each  other  (if  the  ratio  of  the  pumping  speed 
to  the  conductance  is  smaU.) .  If  we  vise  the  quantity 


r. 

1 


k./k. 

1'  Argon 


[5.2.  5] 


which  has  been  found  to  vary  slightly  from  gauge  to  gauge,  Eq. 
[5*2.  2]  becomes 


I  = 
c 


^A  2  Pi 
i 


[5.2.  4] 


For  small  pun^iing  speeds  near  equilibrium  we  could  expect  the  variation 
in  pressure  between  gauges  to  he  nearly  zero,  i.e.,  at 

dp/dt  ~  0,  A  p/p  ~  S/F  ~  0  [5.2.  5] 


where  S  is  the  pumping  speed  of  the  gauge  and  F  its  conductance. 
But  these  effects  are  also  composition-dependent,  i.e., 


[5.2.  6] 


where  p  is  the  partial  pressure  in  the  reference  chamber,  and  p  is 
i  ®i 

the  partial  pressure  in  the  gauge.  Even  when  not  in  equllihrivim, 
changes  of  pumping  speed  of  a  gauge  of  one  gas  relative  to  another 
is  going  to  cause  a  change  in  gauge  sensitivity  and  a  change  in 
measured  ion  current. 


Consider  the  ratio  (p)  of  two  measured  ion  currents,  say,  of  an 
Ilikon  Bayard -Alpert  gauge  and  a  Redhead  cold  cathode  gauge.  The 
primes  in  the  following  equations  refer  to  the  Redhead  parameters: 


P 


I 

c 

I' 

c 


=  p 


1 

2 


[5.2.  7] 


where 


p  =  constant 


I 

e 


[5.2.  8] 
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p  can  change  if  the  partial  pressure  of  ilie  gas  components  in  one 
gauge  is  different  from  that  in  the  other  for  r^  =  or  by  a  varying 
of  (p^  =  pj)  vhere  r^  ^  r|. 

A  change  in  corr^josition  of  gas  in  the  system  (whether  or  not  the 

change  is  felt  equally  throughout  the  system,  including  the  gauges) 

could  result  in  a  change  of  the  ratio  I  /l*. 

c  c 

Apparatus .  The  system  described  in  Section  4  (Fig.  4.2)  was 
used  here.  The  gauges  con5)ared  were  an  Ili.kon  Bayard -Alpert  gatige, 
an  NRG  Bayard -Alpert  gauge,  a  nude  Bayard -Alpert  gauge  made  by  Hughes, 
and  the  inverted  magnetron  gauge  of  Redhead  ( also  by  HRC ) .  The  Ilikon 
gauge  has  the  Nottingham  variation,  that  is,  the  protective  grid 
around  the  inner  electrodes,  auxilliary  filament  and  screens  on  the 
end  of  the  inner  grid  structure.  Its  tiibulation  had  a  relatively  high 
conductance,  about  35  -^/sec  for  hydrogen.  The  Bayard -Alpert  gauge 
by  NRG  has  the  Redhead  modification  -  the  metaJL  film  on  the  inside  of 
the  envelope  to  eliminate  the  effects  of  Barkhausen  oscillations.  G3ie 
envelope  is  kept  at  zero  potential,  the  same  potential  as  that  of 
the  collector.  The  disadvantages  here  are  that  there  is  ion  bombard¬ 
ment  of  the  walls,  which  may  contribute  to  instability  in  readings, 
and  a  conductance  of  only  about  5  i/sec  for  Ha-  The  Hvighes  nude  gauge 
is  a  miniaturized  gauge  with  high  electrode  surface  area.  Its  x-ray 
limit  corresponds  to  ~  5  X  lO"^  torr.  The  Redhead  gauge  is  a  cold 
cathode  gauge;  and  has  the  distinct  advantage  that  it  does  not  need 
outgassing.  It  has  the  effect  of  inducing  hydrogen  into  the  atmo¬ 
sphere;  hydrogen  that  has  already  been  pumped  by  this  gauge  is 
re -emitted.  It  is  almost  impossible  to  get  a  pure  gas  system  with 
this  gauge  in  the  system.  The  conductance  on  the  Redhead  gauge  was 
very  good,  of  the  order  of  40  i/sec  for  hydrogen. 

A  Keithley  micro -microammeter  (model  4l0)  with  an  auxilliary 
control  were  used  interchangeably  with  the  NRG  Bayard -Alpert  gauge 
control  (model  75I)  for  the  Bayard -Alpert  gauges.  The  Redhead  was 
controlled  and  monitored  by  its  own  NRG  unit. 

Procedure  and  Results.  The  system  was  baked  out  just  enou^  to 
put  the  tests  into  the  range  between  1  X  10 "9  and  1  X  10“^  mm  Hg. 

After  the  system  was  baked  out,  the  ultra-high  vacuum  valve  was  closed, 
and  ultimate  pressure  attained.  The  actual  test  procedure  was  as 
follows:  with  the  Vac  Ion  punp  and  Redhead  running  continuously, 
the  Bayard-Alpert  gauge  or  gauges  to  be  studied  were  electron-outgassed 
at  100  ma,  5OO  Volts,  for  15  minutes,  and  then  switched  on.  In  all 
cases  the  hot-cathode  emission  current  was  1  ma.  The  collector 
currents  were  recorded  for  the  Redhead  and  for  the  Bayard-Alpert 
gauge (s)  from  one  minute  after  outgas  to  24  hours  after  outgas.  Ratios 
of  these  two  collector  currents  (the  collector  current  of  the  Bayard- 
Alpert  gauge/ the  collector  current  of  the  Redhead  gauge)  were  then 
plotted  as  a  function  of  time. 

The  results  of  three  typical  tests  are  plotted  in  Figs.  5*9^  5-10^ 
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and  5-ll‘  In  each  case  there  is  a  rapid  decrease  in  the  ratio  during 
the  first  few  minutes  (even  in  the  nude  gauge)  and  then  a  slow  increase 
(the  increase  is  of  a  different  nature  for  the  nude  gauge).  The  rate 
of  increase  of  this  ratio  is  different  for  each  of  the  glass  gauges. 
There  was  a  much  greater  fluctuation  of  the  data  for  times  greater 
than  100  min.  for  the  KRC  than  for  the  Ilikon  gauge. 

The  calculations  for  the  nude  gauge  curve  include  an  assumed 
x-ray  limit  of  1  x  lO"^^  amps. 

To  make  sure  that  the  dip  in  the  ratio  curves  was  not  due  to 
non-linearity  of  the  Redhead  gauge  at  higher  pressures,  the  test  was 
repeated  twice,  using  one  hot-cathode  gauge  to  monitor  the  other.  In 
the  first  of  these,  the  monitor  was  another  glass  envelop  gauge;  in 
the  second,  a  nude  gauge  was  used.  In  each  repeated  test,  the  monitor 
gatige  was  outgassed  for  15  minutes  at  100  ma  and  then  turned  on. 

After  50  minutes,  the  Ilikon  gauge  was  similarly  outgassed  and  the 
test  begun.  The  results  of  the  first  of  these  are  shown  in  Fig.  5*12. 
The  results  of  the  second  were  con^letely  similar  to  the  tests  with 
the  Redhead.  The  time,  again,  was  measured  relative  to  the  end  of  out- 
gassing  of  the  test  gauge. 

Some  details  of  hydrogen  purging  at  a  hot  filament  were  studied 
with  the  aid  of  the  omegatron.  The  curves  of  Fig.  5*15  show  typical 
partial  pressure  (^)  curves  of  Ha  for  the  cases  of  the  Vac  Ion  pump 
alone,  and  for  the  Vac  Ion  plus  an  HRC  Bayard-Alpert  gaxige.  The  Ha 
pimping  of  the  hot  filament  is  apparent. 

When  the  Vac  Ion  pump  is  not  on,  the  Bayard-Alpert  gauge  in  one 
minute  is  capable  of  pulling  the  hydrogen  level  of  the  system  about 
to  that  obtainable  with  the  Vac  Ion  (Figs.  5*1^^  5*15)(ihis  also  shows 
that  the  gauge's  hydrogen  puitgping  speed  is  ~  10 i/ sec,  since  the  Vac 
Ion  pur^  is  rated  at  about  15  i/sec  for  hydrogen) .  It  should  be  noted 
(Fig.  5-1^)  that  the  total  pressure  at  t  =  50  min.  in  the  case  of 
the  Vac  Ion  plus  HRC  is  about  10"°  torr,  while  in  the  case  of  the  HRC 
alone  it  is  about  10"°  torr.  These  curves  also  illustrate  the  fact 
that  the  Vac  Ion  actually  re -emits  Ha-  This  was  further  proven  when 
attempts  were ■ made  to  obtain  a  pure  gas  with  the  Vac  Ion  operating . 
Invariably,  although  a  pure  gas  was  admitted,  there  was  an  increase  in 
Ha  in  the  system. 

When  the  HRC  gauge  was  shut  off,  there  was  a  rapid  increase  in  Ha 
in  the  system  (from  2  X  10"°  torr  to  1.5  X  10"°  torr  partial  pressure 
in  50  minutes),  and  a  rapid  decrease  and  then  an  increase  of  Mass  28 
(from  8.7  X  10"7  to  2.2  X  lO"'^  torr  in  I5  min.  and  then  back  to  4  X  lO"”^ 
torr  in  another  I5  min . ) . 

When  the  gauge  is  outgassed  (electron  bombardment)  there  is  a 
rapid  increase  in  both  CO  and  Ha,  but  then  a  slow  decrease  in  Ha. 

This  rate  of  decrease  is  much  smaller  than  that  discussed  above,  because 
of  the  filament  being  at  too  high  a  teii5)erature  for  effective  punping. 
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The  initial  increase  is  due  to  the  outgassing  of  the  grid  and  the  bake- 
out  of  the  envelop.  Hickmott  (l)  has  shown  that  the  atomic  hydrogen 
on  the  envelop  is  all  desorbed  at  or  before  250°C;  during  electron- 
bombardment  outgassing,  therefore,  the  hydrogen  pump  is  regenerated. 

Discussion. 

Changes  of  Apparent  Sensitivity  With  Time.  VJhen  a  hot  cathode 
gauge  is  turned  on  just  after  outgassing,  it  is  not  only  a  very 
effective  pump  of  hydrogen,  but  as  Alpert  and  Tornaschke  have  shown, 
it  is  also  momentarily  a  high  speed  pun^  for  CO.  This  CO  punp  satu¬ 
rates  much  more  quickly  than  does  the  hydrogen  punp.  So,  immediately 
after  outgassing,  the  CO  and  pressures  in  the  gauge  are  somewhat 
lower  than  those  of  the  chamber.  But  then  the  CO  pvmp  begins  to 
satiirate  and  eventually  the  gauge  becomes  a  source  of  CO,  rather  than 
a  sink  (l).  To  illustrate  the  effect  that  this  has  on  the  gauge, 
consider  a  typical  test  comparing  the  Ilikon  gauge  to  the  Redhead 
gauge  with  the  Vac  Ion  on.  Let  us  assume  for  the  Ilikon,  conduc¬ 
tance  of  approximately  55  i/sec,  with  a  pimping  speed  of  10  .^/sec; 
and  a  CO  conductance  of  11  i/sec,  with  a  pumping  speed  of  about  2  ^/sec 
initially,  which  drops  to  0.5  i/sec  in  about  6  minutes.  After  about 
15  minutes,  the  gauge  becomes  a  source  of  CO  until  the  gauge  CO 
partial  pressure  is  about  5^  above  that  of  the  chamber  (these  approxi¬ 
mations  for  the  punping  characteristics  of  CO  have  been  derived  from 
the  work  by  Tornaschke*  and  Hickraott  ■' (l) .  We  have  assumed  here  a 
constant  tenperature  envelop) . 

An  estimate  of  the  results  expected  from  these  phenomena  are 
shown  in  Table  5*1*  partial  piressures  in  the  chamiber  were  ob¬ 

tained  from  an  omegatron.  It  is  assumed  that  the  omegatron  and  the 
Redhead  both  are  monitoring  the  chamber  relatively  accurately. 

Partial  pressures  for  the  Ilikon  were  calculated  from  Eq..  [5*2.  6]. 

As  can  be  seen  from  the  table,  the  increase  of  p/p  from  6  minutes  to 
30  minutes  is  about  5*T^«  In  Fig*  5*9;  increase  in  p/p  over  the 
same  period  of  time  is  about  In  the  calculations  for  Table  ^.1, 

no  account  has  been  taken  of  the  fact  that  a  glass  gauge  is  also  a 
source  of  masses  15,  l6  and  l8,  whose  pumping  characteristics  resenible 
those  of  CO.  The  lack  of  a  sizeable  Increase  in  p  after  the  dip 
(Fig.  5*12)  can  also  be  explained  by  these  ideas. 

In  these  tests,  the  tenperature  of  the  envelop  was  not  constant; 
in  fact,  it  dropped  from  the  300 tenperature  attained  during  out¬ 
gassing  to  very  near  its  normal  operating  tenperature  in  about  6  min. 
This  explains  the  initial  dip  in  the  durves  (except,  possibly,  for  the 
nude  gauge);  the  drop  is  partially  due  to  Knudsen’s  relationship, 

%  V  ^ 

and  also  to  the  fact  that  the  gauge  is  becoming  less  and  less  a  source 
* 

Private  communication. 
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of  contaLminants  as  the  "bulb  cools,  until  eventually  it  becomes  a  pump. 

The  causes  of  the  dip  and  then  the  late  increase  in  the  cvirves  of 
p  vs-  time  for  the  nude  gauge  are  still  unclear.  Quite  possibly  the 
dip  is  due  to  some  localized  outgassing  (similar  to  that  of  the  gauges) 
which  decreases,  or  it  may  be  due  to  some  pu2i5)ing  phenomenon.  Ihe 
rise  in  p  after  several  hours  may  be  due  to  a  changing  x-ray  limit  of 
a  type  similar  to  that  noted  by  Achley,  Lothrop  and  Wheeler  (5)- 

All  these  conditions  affect  when  a  gauge  shotild  be  read,  how 
often  to  out-gas,  etc.  In  the  system  here,  for  instance,  it  was 
found  that  the  Ilikon  gauge  sho)p.d  not  be  outgassed  more  them  once 
every  2h  hours  in  the  range  10“°,  and  should  not  be  read  for  at  least 
an  hour  after  outgassing.  G3ie  NRG,  on  the  other  hand,  had  to  be  out- 
gassed  every  two  hours  to  get  reproducible  readings,  and  could  not 
be  read  for  the  first  JO  minutes  after  outgassing.  Not  only  do  these 
reading  times  change  from  gauge  type  to  gatige  type,  but  from  system  to 
system;  depending  upon  whether  the  system  has  a  Vac  Ion  pump  or 
mercury  diffusion  pump,  what  size  the  system  is,  its  material,  etc. 

It  is  suggested  that,  when  a  system  is  set  up,  it  be  tested  as  a  unit 
to  find  out  where  the  gauge  is  stabilized  so  that  reproducible  readings 
can  be  obtained.  In  a  well  trapped  system  having  no  cold  cathode 
devices,  one  would  probably  not  have  to  wait  as  long  for  the  hydrogen 
content  to  stabilize ;  and  readings  probably  could  be  made  for  a  longer 
period  of  time  before  having  to  outgas. 

5.2.2  Re-emission  of  Neutral  Particles 


^  Besides  the  contaminants  produced  in  a  glass  hot-cathode  gauge 

due  to  Ha  pumping,  there  are  other  causes  of  changing  composition  in 
a  gauge.  One  of  the  primary  mechanisms  of  this  change  is  the  re- 
emission  of  previously  pun^jed  particles  from  surfaces  by  subsequent 
bombardment  by  ions  and  electrons. 

VJhen  the  intermittent  filament  technique  (2,  p.  JJl)  is  employed, 
there  is  a  momentary  surge  of  gas  (Fig.  J.IT).  The  type  of  gas  given 
off  during  this  peai:  was  aneilyzed.  The  amovmt  of  mass  28  given  off 
was  much  greater  then  that  of  Ha,  even  though  there  was  more  Ha  in  the 
system  as  a  whole  than  mass  28. 

A  similar  phenomenon  occiirred  when  emission  current  was  increased 
during  operation.  Again,  CO  was  momentarily  given  off,  though  in 
small  amounts.  Redhead  (6)  has  noted  that  a  quick  drop  of  emission 
current  in  a  Bayard-Alpert  gauge  activates  a  chemical  pump.  Evidently, 
during  normal  operation  the  gauge  is  constantly  removing  particles 
from  the  grid  by  electron  bozabardment.  This  partial,  cleajiing  of  the 
grid  is  proportional  to  the  adsorption  energy  of  the  gas  involved, 
the  electron  in^zact  energies,  and  the  current.  So  when  the  current 
t  is  decreased,  one  woul.d  expect  an  increase  in  adsorption  on  the  grid. 

When  the  current  is  increased  one  would  expect  an  increase  in  desorp¬ 
tion,  with  the  gases  with  the  lowest  adsorption  energies  coming  off  in 
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the  greatest  proportion. 

If  Ha  and.  CO  are  adsorbed,  on  a  tungsten  grid,  an  increase  in 
grid  current  would  cause  the  evolution  of  an  additional  amount  of 
CO,  since  CO  has  the  lower  adsorption  energy  on  tungsten  (7)»  This 
serves  to  explain  why  the  gas  given  off  at  the  intermittent  filament 
peak  was  rich  in  CO. 

5.2.3  Wall  Potential  and  Accommodation  Coefficient 


The  wall  potenti^  and  accommodation  coefficient  vary  with 
pressure,  or,  rather,  with  the  number  of  monolayers  on  the  surface 
in  question.  In  a  different  way,  with  different  materials  and  dif¬ 
ferent  gases,  they  may  gradually  induce  a  change  in  coir^josition,  or 
they  may  cause  the  gas  in  the  volume  enclosed  in  the  envelop  to  be 
at  a  different  ten^jerature  and,  therefore,  different  pressure  relative 
to  the  chamber  and  other  gatiges.  This  effect  has  yet  to  be  studied 
in  detail. 


Time  response.  In  systems  which  are  varying  rapidly  with  time, 
and  when  all  the  densities,  partial  pressures,  etc.,  are  known, 
there  is  still  a  problem  of  time  response;  which  was  investigated 
by  Soo  (8).  The  parameter  here  is  the  characteristic  time  of  re¬ 
sponse  which  can  be  defined  by; 


V 

=  S  +  F 


[5.2.  9] 


Where  S  is  the  pumping  speed,  V  is  the  volume  of  the  gauge  envelop, 
F  is  the  conductance. 


In  ovir  situation,  the  time  response  was  not  a  problem,  the  % 
was  very  small.  In  general,  though,  this  is  a  factor  to  consider 
when  using  gauges  of  different  types  in  systems  that  have  rapidly 
changing  pressure  with  time  (see  Section  5)» 

Ejection  of  charged  peurticles  from  aiirfaces  and  surface  ionization. 
Since  the  amount  adsorbed  on  the  collector  varies  with  time  and  out- 
gassing,  the  secondary  emission  of  electrons  from  the  collector  will 
also  vary  with  time  (9,  10) .  This  may  contribute  to  the  present 
experimental  curves  to  the  order  of  2^  to  5^* 

It  wovild  seem  that  there  is  a  certain  amount  of  surface  ioni¬ 
zation  at  the  grid.  The  amount  ionized  would  be  proportional  to  the 
amount  adsorbed  on  the  grid  and  the  grid  current.  Some  of  these  ions 
would  be  accelerated  to  the  wall,  but  some  would  be  drawn  to  the 
collector  and  would  contribute  to  the  reading  of  the  gauge.  Because 
of  the  buildup  of  gas  on  the  grid  after  outgassing,  for  constant  grid 
current  one  would  expect  a  slow  increase  in  ion  current  as  a  result 
of  this.  This  would  add  to  the  increase  of  p  vs.  time.  How  much  this 
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contributes  is  presently  vmloiown. 

Differences  at  lower  pressures.  Vniat  heis  been  said  here  would 
apply  in  the  10 range.  However,  in  the  x-ray  region,  we  are  forced 
to  go  to  indirect  techniques,  especially  when  using  Bayard-Alpert 
gauges.  The  problem  here  is  so  highly  individualistic— there  is  so 
much  variation  from  one  gauge  to  another,  that  it  does  no  good  to 
conrpare  types  of  gaiiges  in  this  region.  Even  the  variation  of  one 
gaxxge  within  itself  is  extreme,  changing  from  one  time  to  another, 
when  used  with  the  indirect  methods.  Each  gauge  must  be  calibrated 
and  continuously  recalibrated  both  for  partial  and  for  total  pressures. 


5.3  EXPERIMENT  ON  GAUGE  RESPONSE 

The  principal  objective  of  the  following  experimental  investi¬ 
gation  is  to  verify  the  present  method  of  determination  of  low 
pressure.  In  order  to  determine  the  effect  of  surface  adsorption  of 
an  available  ultra-high  vacuvun  pressure  gauge  (Fig.  5*18)  on  the  low 
pressure  measvirement,  a  suggested  experimental  method  is  presented 
in  the  following: 

The  schematic  sketch  for  experimental  method  is  shown  in  Fig. 

The  vacuum  chamber  is  brought  down  to  the  range  of  about  10“'^  mm  Hg 
by  the  pump  down  procedure  which  has  been  presented  previously.  The 
pressure  change  (p  )  in  the  vacuum  chamber  is  caused  by  "tvirning  on" 
and  "t\iming  off"  8f  the  Redhead  gauge.  Here  we  asstune  that  the  nude 
ionization  gauge  measirres  the  true  pressirre  of  the  vacuum  chamber  (p  ). 
We  can  see  what  is  the  pressure  response  from  the  KRC  ionization 
gauge  (p)  which  is  effected  by  adsorption  and  desorption  from  the 
surface  and  conductance  of  the  gauge  sensing  tube. 

It  is  assumed  that  the  sensitivities  of  the  ERG  ionization  gavige 
and  the  nude  ionization  gauge  are  constant  and  here  we  use  the  gauge 
constants  which  are  specified  by  the  gauge  manufacturers,  i.e.,  the 
sensitivity  for  the  ERG  ionization  gauge, 

K^C  =  27.5 

and  the  sensitivity  for  the  nude  gauge, 

K*  =12  — 
nude  mm  Hg 

The  ERG  ionization  gauge,  as  well  as  the  nude  ionization  gavige, 
measures  the  ratio  of  ion  current  (i^)  to  electron  current  (i  )  to 
give  an  indication  of  pressvire  (p).  The  relation  can  be  expressed 
as  follows: 


[5.5.  1] 
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where  K'  is  the  sensitivity  of  a  gauge  and  has  the  dimensions  of 

Ihe  experiment  was  undertalsen  under  room  ten^erature  condition. 
The  ion  currents  (i+)  were  measured  hy  the  NRC  ionization  gauge  as 
well  as  hy  the  nude  ionization  gauge  while  maintaining  the  electron 
current  (i_)  at  1  ma.  The  experimental  results  coirputed  from  Eq.. 
[5.5*  13  are  shown  in  Fig.  5«20. 

For  the  long  time  range,  the  pressure  change  inside  the  chamber 
(the  measurements  of  the  nude  gauge)  can  he  expressed  hy  an  equation 
of  the  type  (see  Fig.  5 ‘Si) 


Po  = 


-V 


[5.5.  2] 


where 


p„  =  3  XIO”®  ram  Hg,  C.  =  I.85  X  10“®  mm  Hg,  h^  =  7*85  X  lO"^ 

£m  M  M  06C 


-8 


From  Section  the  analytical  solution  vdiich-  the  NRC  ionization 
gavige  should  read  for  Eq.  1 5.3.  2]  is: 

p  =  P2  +  ^  -  2  Po  ^2  -  I  Po 
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TT 
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[5-5.  53 


where  V  =  110  car. 

6 

A  =  133 

a  ~  0.5  X  10"'^, 


L  =  17.5  cm,  r^  =  0.85  cm, 

C  =  1.9  X  10"^  sec  cm  (T  -  300°C), 


r.  =  0.9  cm. 


•«'?f  ■  “ 


.725  X  10"^°, 


Pq’  =  0.95  X  10"^^//^, 


C  '  =  2.42  X  10 
o 


-11 


Pg  =  150,  ^  =  180,  =  164,  p^  =  185,  P5  =  19.4, 

p^  =  20.6,  pg  =  1.06,  9^  =  136,  t*  =  493  t. 

For  the  numerical  con^jutation,  we  used  the  ITiLIAC  coraputor  to 
conrpute  the  integral. 
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and  we  get  the  results  shown  in  Table  5*2,  and  in  Fig.  5*21. 

Here  we  have  presented  a  new  method  for  the  determination  of 
very  low  pressure  measurement  by  a  gauge  in  an  envelop.  This  study 
has  been  made  under  the  simplifying  assunptions  of  an  isothermal 
system  and  a  semi -classical  and  semi-enpirical  model  of  adsoiption 
and  desorption.  The  usefulness  of  the  method  is  tested  by  experi¬ 
mental  results  (Fig.  3*6  and  Fig.  5.21). 

The  study  of  detailed  mechanisms  of  physical  and  chemical  ad¬ 
sorption  in  ixltra-high  vacuum  range  shows  that  physical  adsorption 
follows  Henry's  Law  and  plays  a  necessary  prerequisite  role  to 
chemisorption.  A  comparison  of  the  present  results  with  Hobson's 
measi^rements  of  the  helium  adsorption  isotherm  on  Pyrex  glass  at 
4.2°K  ( 11 )  shows  that  the  present  theory  [Eq.  2.5.  73  is  adequate  in 
an  \iltra-high  vacuum  range  (p  $  10"9  nm  Hg)(Fig.  2.5)*  Although 
physical  adsorption  of  nitrogen  on  Pyrex  glass  over  the  range  of 
pressure,  10 “9  ^  p  <:  10 “5  nim  Bg  fo3J.ows  the  Dubinin-Radushkevich 
formula  (12)  veiy  closely,  it  is  expected  that  adsorption  isotherms 
will  switch  to  the  present  formula  (Eq.  [2.5.  73)  in  iiltra-high 
vacuum  range  (p  ^  10 "9  mm  Hg)  as  shown  in  Fig  2.4  (although  there 
is  presently  no  experimental  result  available  for  ultra-high  vacuum 
range)  for  two  reasons:  First,  the  Dubinin-Radushkevich  formula  is 
based  on  the  theory  of  condensation  and  might  not  be  expected  to 
apply  to  physical  adsorption  at  very  low  coverage.  Second,  most  of 
the  adsorbents  to  which  the  Dubinin-Radushkevich  formula  have  been 
applied  (13)  have  been  porous,  whereas  Hobson  concluded  that  Pyrex 
glass  is  nonporous  for  nitrogen  in  his  experimental  paper  (l4). 

A  typical  system  for  measuring  pressures  in  an  ultra-high  vacuum 
range  consists  of  a  vacuum  gatige  connected  to  the  vacuum  chamber  by 
a  length  of  tubing,  usually  with  an  orifice  of  diameter  smaller  than 
that  of  the  tubing  at  the  end  (Fig.  3.1).  above  study  shows  that 

pressiare  measurements  by  this  vacuum  gauge  system  are  affected  by  the 
physical  properties  (adsorption  and  desorption)  as  well  as  by  the  geo- 
snetry  of  tubulation.  The  physical  parameter  a  which  plays  the  main 
role  in  this  method  can  be  calculated  analytically  (Section  3)  and 
obtained  experimentally. 

In  Fig.  5.21,  a  comparison  between  the  experimental  results  and 
the  theoretical  results  for  a  particular  a  (here,  a  =  0. 5^  lO""^)  is 
shown.  It  is  suggested  that  an  experimental  determination  of  a  can 
be  made  so  long  as  it  is  assumed  that  sensitivities  of  the  HRC  ioniza¬ 
tion  gauge  and  the  nude  ionization  gauge  are  constant.  Further  study, 
which  includes  the  gauge  sensitivity  as  well  as  the  corrections  for 
thermal  effects,  is  now  being  carried  out  by  our  group. 
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6.0  CONCLUSIONS 


To  obtain  a  reasonable  estimate  of  the  sensitivity  of  a  gauge 
a  number  of  factors  were  examined.  Since  the  number  of  gas  atoms 
which  are  ionized  depends  upon  (l)  the  path  length  of  electrons 
inside  the  grid  which  are  energetic  enou^  to  ionize,  (2)  the  num¬ 
ber  of  electrons  inside  the  grid,  (5)  the  energy  of  the  gas  mole¬ 
cules,  and  (4)  secondary  electron  emission.  These  points  were  studied. 

It  was  found  that,  because  of  space  charge  effects,  the  electrons, 
although  emitted  from  a  small  filament,  enter  the  grid  in  essentieOJy 
a  uniform  fashion.  Despite  the  space  charge  effect,  the  electrons 
are  sufficiently  energetic  to  ionize  over  most  of  the  region  inside 
the  grid.  The  n\miber  of  electrons  inside  the  grid  depends  on  the 
capture  cross-section  of  the  grid.  The  determination  of  this, 
based  on  the  electric  fields  inside  the  gauge,  requires  more  analysis. 

If  the  gas  molecules  stream  through  the  gauge  with  even  a  small 
energy  conpared  to  the  grid-collector  potential  drop,  the  sensi¬ 
tivity  of  the  gauge  should  decrease  considerably  because  of  the  flat¬ 
ness  of  the  electrostatic  potential  inside  the  grid.  The  secondary 
emission  of  electrons  from  the  collector,  due  to  energetic  ion 
bombardment,  may  also  alter  the  sensitivity  by  5^^  to  25?^,  depending 
on  the  collector  surface. 

The  absorption  constant  a  can  be  determined  thus  from  gauge  flash¬ 
ing. 

With  the  species  determined  by  the  omegatron,  sensitivity  of  a 
gauge  can  be  predicted  accurately  from  calibration  with  a  standard 
gas  and  subsequent  modification  for  gas  environment. 

The  response  characteristic  is  such  that  accurate  measurement  of  the 
upper  atmosphere  by  a  sounding  rocket  or  artificial  satellite  should 
be  made  with  a  nude  gaxjge.  At  usual  orbiting  speeds,  a  nude  gauge 
calibrated  on  a  static  environment  has  to  be  corrected  for  species, 
streaming  and  radiation. 

When  several  ionization  gauges  are  installed  in  one  simulation 
chamber,  readings  are  affected  by  outgassing  characteristics,  pumping 
and  exchange  of  adsorbed  molecxiles. 

In  simulation  chambers,  the  bakeout  characteristics  and  replace¬ 
ment  of  species  shoiild  be  checked  carefvilly. 
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TABLE  2.1 

PHYSICAL  PROPERTIES  OF  SUBSTANCES 

(PeLrenthetical  numbers  within  the  Table  are  Reference  numbers) 


Molecule 

(atom) 

— 

Density 

(p) 

(g/cc) 

(Iq)  Atomic 
Polarizability 
(X  10^4) 

(x)  Atomic 
Susceptibility 

(x  io29) 

Ionization 

Potential 

(ev) 

Ar 

1.65  (52) 

1.625(57) 

5.24  (59) 

17.5  (46) 

2.24  (55) 

1.02  (55) 

5.79  (55) 

11.2  (56) 

8.92  (55) 

2.14  (55) 

2. 17 J 60) 

7.68(56) 

7.86  (55) 

1.15  (55) 

2.79 

7.85(56) 

0.205(55) 

0.292(59) 

21.2  (62) 

Kr 

2.99  (52) 

0.246(57) 

4.65  (59) 

14.7  (46) 

Na 

0.97  (5^^) 

29.7  (46) 

0.90  (61) 

2.08(56) 

Ne 

1.20  (55) 

0.595(57) 

1.12  (59) 

25.7  (46) 

W 

19.5  (54) 

5.00  (58) 

7.65* 

8.1  (56) 

Xe 

5.56  (52) 

4.00  (46) 

7.04  (59) 

12.2  (46) 

Ns 

0.81  (56) 

1.74  (46) 

2.00  (55) 

15.8  (46) 

O2 

1.14  (56) 

1.57  (46) 

2.57  (47) 

15.6  (46) 

CH4 

0.4l  (56) 

2.58  (46) 

6.67  (56) 

l4.l  (46) 

Agl 

5.67  (55) 

9.28  (55) 

15.6  (55) 

CaEa 

5.18  (55) 

2.55  (56) 

4.68  (55) 

KCl 

1.98  (56) 

4.52  (56) 

6.4o  (56) 

NaBr 

5.27  (55) 

4.60  (56) 

8.06  (56) 

NaOH 

2.15  (55) 

1.65  (56) 

5.95  (56) 

NaaO 

2.27  (55) 

2.71  (56) 

5.85  (61) 

Alumina 

4.52  (55) 

1.66  (55) 

Porous 

Glass 

2.52  (55) 

5.96  (55) 

4.91  (55) 

Saran 

Charcoal 

1.02  (55) 

5.79  (55) 

Calculated  from  the  polarizability  by  using  the  Kirkwood  formula 
(Equation  [2.5.  8]). 
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TABLE  2.2 

NUMERICAL  CALCULATIONS  OF  EQUATION  [2.5.71 
FOR  N2  on  PYREX  glass 

P  =  lO”^^  mm  Hg 


T 

(°K) 

Log  S‘ 

s» 

N  /a 

a!  s 

(molecules/cm^) 

65.5 

58 

i4.5 

_ 

5.16  X  10 

9.6 

X  10^ 

67.1 

55.8 

15.6 

4.04  X  10^^ 

1.145  X  10^ 

72.6 

55.1 

12.4 

12 

2.5  X  10 

6.62 

X  10^ 

77  A 

51.2 

11.6 

4.04  X  10^ 

1.0 

X  10^ 

81.0 

29.7 

11.0 

1.0  X  10^ 

2.58 

X  10® 

84,9 

28.5 

10.45 

2.8  X  10^° 

6.55 

X  10^ 

90.2 

26.6 

9.6 

4.04  X  10^ 

8.55 

X  10^ 
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TABLE  2.3 

ACTIVATION  ENERGIES  OF  GASES  ON  VARIOUS  GLASSES 


Gas 

Natvire  of  Glass  - 

Activation  Energy 
(cal/g-mole) 

Sources 
of  Bata 

Air 

Fused  silica 

ih, 500 

— 

"  "  after  prolonged  heating 

19,000 

A 

Fused  silica 

52,100 

(76) 

"  "  after  prolonged  heating 

48,000 

(76)  _ 

He 

Fused  silica 

5,6oo 

(71) 

5,700 

(76) 

5,390 

(77) 

Pyrex 

8,700 

(72) 

Thtiringian 

11,500 

(78) 

Jena 

8,720 

(79) 

Ha 

Fused  silica 

8,500 

(80) 

9,200 

(81) 

12,000 

{67) 

Fused  silica  I 

9,300 

(73) 

10,900 

(76) 

Fused  silica  II 

10,000 

(73) 

10,800 

(76) 

Fused  silica  III 

10,000 

(73) 

Fused  silica  IV 

10,800 

(73) 

Ha 

Fused  silica 

26,000 

22,000 

He 

Fused  silica 

9,500 

(71) 

Oa 

Fused  silica 

51,200 

(76) 

83 


AEDC.TDR-63-49 


TABLE  2.4 

ACTIVATION  ENERGIES  OF  GASES  ON  VARIOUS  METALS 


Gas 

Metal 

Activation  Energy 

Soitrce 

E^  (ceil/g-mole) 

of  Data 

Ha 

Ni 

14, 600  -  13,100 

(85) 

(below  Curie  point) 

(85) 

13,100  -  12,o4o 

(above  Curie  point) 

15,420 

(86) 

13,860 

(87) 

13,400 

(88) 

13,260 

(89) 

Ha 

Pt 

19,600 

(90) 

18,000 

(88) 

19,800 

(91) 

Ha 

Mo 

20,200 

(89) 

Ha 

Pd 

17,800 

(92) 

4,620 

(95) 

10, 500 

(94) 

Ha 

Cu 

16,600 

(89) 

18,700 

(95) 

Ha 

Fe 

9,600 

(89) 

8,700 

(96) 

(below  900OC) 

18,860 

(96) 

(above  900^0) 

Ha 

A1 

30,800 

(97) 

Oa 

Ag 

22,600 

(98)  _ 

Na 

Mo 

45,000 

(89) 

Na 

Fe 

23,800 

(99) 

CO 

Fe 

18,600 

(99) 
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TABLE  3.1 


* 

t 

"  ‘  . .  '  1 

t  sec 

* 

X  =  0 

*  -A 

P  X  10  ^ 

X*  =  1/2 

p*  X  10"^ 

1 

9.62  X  lO"'^ 

87.296 

27.96 

54.26 

10 

9.62  X  10"® 

50.81 

8.959 

17.814 

10^ 

9.62  X  10"2 

10.505 

2.8167 

5.6775 

10® 

9.62  X  10"^ 

4.005 

0.6984 

1.1856 

10^ 

9.62 

1.959 

0.1442 

0.28257 

10^ 

96.2 

1.2425 

0.0475 

0.08915 

(see  also  Figure  5*8 ) 


TABLE  3.2 


t  (sec.) 

* 

t 

* 

P  at  X  =  1 

* 

P  at  X  =  0 

9.6 

10^ 

9.84  X  10^ 

48 

5  X  10^ 

9.18  X  10^ 

10® 

96 

10^ 

8.56  X  10^ 

9.98  X  10^ 

605 

6.5  X  10^ 

1 

960 

10^ 

9.94  X  10^ 

9600 

10® 

5.52  X  10^ 

l4600 

1.4  X  10® 

6.8  X  10^ 

15100 

1.45  X  10® 

5.14  X  10^ 

15600 

1.5  X  10® 

5.68  X  10® 

15700 

1.508  X  10® 

1 

(see  also  Figure  5*9) 
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TABLE  5.1 


Time 

(min.) 

*Parti£il  Pressures  of 
Chamber  X  10°  torr 

Partial  PressureSpin 
liikon  Gauge  X  10°torr 

P 

P 

Ha 

CO 

Ha 

CO 

Ilikon 

Redhead 

2 

9*50 

6.00 

7.4o 

5.08 

7.45 

9.10 

.82 

6 

5.98 

2.05 

3.10 

1.96 

2.97 

5.59 

.87 

50 

2.57 

1.10 

2.00 

1.16 

1.82 

1.99 

.92 

*  Corrected  for  relative  sensitivity 

Assume  r^^  =  .59^  =  '90  for  both  gauges. 


TABLE  5.2 


T 

—  -b,t  2 

C^^/d^  e  /  e”^  dr 

0 

nmm 

7200 

8.565  X  10“^ 

9.19  X  10"^ 

9000 

8.790  X  10“^ 

1.09  X  10° 

10800 

8.857  X  10"^ 

1.26  X  10° 

12600 

8.816  X  10"^ 

1.44  X  10° 

i44oo 

8.70^*-  X  10"^ 

1.64  X  10° 

16200 

8.542  X  10"^ 

1.86  X  10° 

18000 

8.349  X  10”^ 

_ 

2.09  X  10° 
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Fig.  1.1  Gauge  Geometry 
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Fig.  1.2  Spread  of  Electrons 
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Fig.  1.8  Potential  Distribution  Due  to  Finite  Dimension  of  Wires 
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Fig.  2.1  Interaction  of  a  Molecule  and  a  Metal 
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MEASURED  PRESSURE  ABOVE  ADSORBED  LAYER  P  (mmHg) 


Fig.  2.3 


Adsorption  Isotherm  Measurements  for  Helium  on  Pyrex  at  4.2°K 
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Fig.  2.4  Adsorption  Isotherm  of  Nitrogen  on  Pyrex 
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Fig.  3.1  Typical  Probe  Envelope  and  Connection 


Fig.  3.2  Flow  through  a  Control  Volume 
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Fig.  3.6  Response  to  Stepwise  Change  in  Pressure 
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Fig.  3.8  Response  of  Gouge  System  to  o  Stepwise  Change  in  Pressure  of  the  Environment 
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GAGE  MATERIAL,  Cu  TEMPERATURE,  ZOt: 


Fig.  3.9  Response  of  Gouge  System  to  a  Linear  Variation  of  Pressure 
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Fig.  3.10  Response  of  Gouge  System  to  a  Pi 
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Fig.  4.1  Vacuum  Chamber  and 
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Fig.  5,1  Partial  Pressures  during  Bokeout  of  Some  Gases  in  a  Stainless  Steel-Glass  System 
as  a  Function  of  Wall  Temperature 
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Fig.  5.2  Partial  Pressure  during  Bakeout'of  Some  Gases  as  a  Function  of  Wall  Temperature 
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a=MASS  15 
b=  MASS  58 
c=  MASS  71 


Fig.  5.3  Partial  Pressure  during  Function  of  Temperature  (Test  2) 
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Fig.  5.4  Relative  Change  of  Some  Residual  Gases  as  a  Function  of  Temperature  (Test  2) 
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Fig.  5.5 


Relative  Change  of  Some  Residual  Gases  as  a  Function 


of  Temperature  (Test  2) 
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a  =  MASS  28 
b  =  MASS  71 
c  =  MASS  83 
d  «  MASS  200 

Fig.  5.6  Relative  Amounts  of  Some  Residual  Gases  as  a  Function  of  Temperature  (Test  2) 
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Fig.  5.7  Relative  Change  of  Some  Residual  Gases  as  a  Function  of  Temperature  (Test  2) 
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Fig.  5.8  Relative  Change  of  Hydrogen  as  a  Function  of  Temperature  during  Bakeout 
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Fig.  5.9 


Change  of  Apparent  Sensitivity  of  Ilikon  Gauge  after  Out-Gassing  as  Monitored  by 
Redhead  Gauge 
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Fig.  5.10 


change  of  Apparent  Sensitivity  of  NRC  Bayard-AIpcrt  Gauge  after  Out-Gassing  as 
Monitored  by  Redhead  Gauge 
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Fig.  5,11  Change  of  Apparent  Sensitivity  of  Nude  Gauge  after  Out-Gassing  as  Monitored  by 
Redhead  Gauge 
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Fig.  5.12  Change  of  Apparent  Sensitivity  of  Hikon  Gauge  after  Out-Gassing  as  Monitored  by 
Varion  Gauge 
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Fig.  5.13  Percent  Hydrogen  in  System  vs  Time  Vac-Ion  Pomp  On 
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Fig.  5.14  Comparison  of  Pumping  Speeds  for  Hydrogen 
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Fig.  5.15  Rate  of  Change  of  Various  Species  with  NRC-Bayard-Alpert  Gauge  on  —  No  Vac-Ion 
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Fig.  5.16 


Comparison  of  Changes  of  N2  and  CO  as  Indicated  by  Changes  of  N*"  ond  C"*". 
NRC  Bayard-Aipert  Gauge  Only 
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Fig.  5.19  Schematic  Sketch  of  Experimental  Method 
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Fig.  5.21  Comparisons  of  Theoretical  and  Experimental  Data 
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